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Contract  number:  W81  XWH-13-1-0165 


Title:  High-Energy  Agile  Scanning  Electron  Radiotherapy  (PHASER):  Extremely  Rapid 
Treatment  for  Early  Lung  Cancer 


Principal  Investigator:  Peter  G  Maxim,  PhD 


Introduction: 

Cancer  is  the  leading  cause  of  death  worldwide  and  is  increasing  epidemically  because  of 
multiple  factors  including  population  aging  and  growth.  Radiation  therapy  (RT)  is  a  primary 
curative  treatment  modality  for  cancer  whose  therapeutic  role  and  effectiveness  are 
increasing  because  of  major  advances  intechnology,  molecularly  targeted  drug  therapy,  and 
immunotherapy  among  others.  In  addition,  novel  applications  of  ad-  vanced  RT  for  major  non¬ 
cancer  illnesses  are  rapidly  emerging.  However,  access  to  RT  falls  far  short  ofthe  need  for  it 
worldwide  and  this  gap  is  growing  rapidly. 

We  are  developing  the  next  generation  RT  concept,  pluridirectional  high-energy  agile 
scanning  electron  radiotherapy  (PHASER).  The  key  breakthroughs  ofthe  PHASER 
paradigm  are  extreme  treatment  speed  that  both  enables  unprecedented  accuracy  by 
eliminating  the  problem  of  physiologic  motion  and  increases  patient  throughput;  compact  and 
economical  design  that  makes  it  broadly  practical  and  accessible;  improved  dose  dis-  tribution 
compared  to  best  existing  photon  therapy  based  on  the  use  of  very  high-energy  electron 
(VHEE)  beams;  and  potentially  enhanced  biological  effectiveness.  We  envision  PHASER  as 
a  viable  replacement  for  nearly  all  existing  RT  systems,  improving  clinical 
effectiveness,  cost  effectiveness,  and  availability  of  curative  RT  for  millions  of  patients 
with  cancer  and  other  major  illnesses  in  the  U.S.  and  globally. 

We  have  assembled  a  research  team  comprising  investigators  from  the  Stanford  Department 
of  Radiation  On-  cology  with  world-class  expertise  in  clinical  radiation  oncology,  medical 
physics,  and  cancer  and  radiation  biol-  ogy  and  who  have  initiated  world’s  first  clinical  trials  of 
stereotactic  ablative  radiotherapy  for  cancer  and  major  pulmonary  and  cardiovascular 
diseases,  from  the  Department  of  Radiology  with  world-class  expertise  in  imag-  ing  system 
design,  and  from  the  SLAC  National  Accelerator  Laboratory  with  world-class  expertise  in 
compact  high-energy  linear  accelerator  design,  leveraging  talent  and  resources  that  can 
be  found  nowhere  else  in  the  world. 

Our  specific  aims  in  this  proposal  are  to  produce  a  practically  realizable  PHASER  design 
through  simulation  and  experimental  validation. 

Body: 

Task  1  -Specific  Aim  1 :  Todetermine  optimal  operating  parameters  for  PHASER  using 
Monte  Carlo  simu¬ 
lations  (months  1-22) 

Task  la:  We  will  perform  simulations  using  an  array  of  MC  codes  well  established  in 

particle  physics  re-  search:  GEANT4,  Monte  Carlo  N-Particle  extended 
(MCNPX)  and  the  extension  ofthe  Electron  Gamma  Shower  code  developed 
at  the  National  Research  Council  Canada  (EGSnrc).  This  will  permit  cross 
validation  of  codes  and  also  simulation  of  electron ucl ear  and  photonuclear 
interac- tions  not  available  in  all  ofthe  codes  (months  1-5). 
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Task  1  b: 


Clinical  scenarios:  We  will  simulate  treatment  of  4  different  body  regions  with 
varying  tissue  characteristics  -  head/neck,  thorax  (lung),  abdomen  (liver),  and 
pelvis  (prostate)  -  using  repre-  sentative  CT  data  sets  for  each  site.  In  each 
site,  we  will  simulate  both  focal  and  extended  (lo-  cally  advanced)  tumor 
targets  (months  5-12). 

Task  1c:  Treatment  planning  and  plan  evaluation:  PHASER  plans  will  be  manually 

optimized  by  forward  planning.  They  will  be  compared  with  the  best 
achievable  photon  VMAT  plans  in  each  case. 

Comparisons  will  be  made  by  normalizing  all  plans  to  achieve  the  same 
volumetric  coverage  (95%)  of  the  planning  target  volume  (P7V)  by  the 
prescription  dose,  and  comparing  the  con-  formity  index  at  various  isodose 
levels,  defined  as  the  ratio  of  the  respective  isodose  volume  to  the  PTV.  In 
addition,  we  will  code  a  treatment  plan  optimizer  in  MATLAB  based  on 
published  lit-  erature  (month  13-17). 

Task  Id:  Treatment  planning  optimization:  We  will  develop  an  in-house  inverse  treatment 

planning  optimiza-  tion  system  based  on  simulated  annealing  and  Monte  Carlo 
simulations.  We  will  use  the  optimiza-  tion  schemes  forcomparison  of  optimized 
PHASER  treatment  plans  to  state-of-the-art  photon  VMAT  plans.  We  will  also 
investigate  the  impact  of  variables  such  as  body  habits  and  implanted 
prostheses. 


Status  Specific  Aim  1: 

We  have  developed  a  software  interface  to  allow  high-accuracy  Monte  Carlo  simulations  ofVHEE 
dose  calculations  to  beset  up  and  imported  into  an  advanced  commercial  treatment  planning 
system  (provided  by  RaySearch  Labor-  atories,  through  an  established  research  collaboration) 
which  allows  complete  inverse  planning  optimization.  This  allows  us  to  produce  treatment  plans 
as  though  PHASER  were  clinically  available,  and  compare  these  treatment  plans  with  the  best 
current  photon-based  plans.  We  have  now  simulated  treatments  of  a  broad  range  of  anatomic 
sites,  including  head  and  neck,  lung,  liver,  pelvis  (with  and  without  metallic  prosthetic  implants), 
and  pediatric  brain,  including  both  small  and  extended  field  targets.  We  have  completed  Task  1 
and  we  have  an  accepted  manuscript  in  Medical  Physics  ( Treatment  planning  for  radiotherapy 
with  very  high-energy  electron  beams  and  comparison  of  VHEE  and  VMAT  plans,  Bazalova  et 
al)  and  one  manuscript  currently  under  review  in  Radiotherapy  and  Oncolo-  gy  ( Assessment  of 
the  quality  of  very  high-energy  electron  radiotherapy  treatment  planning:  Five  clinical  cases, 
Palma  et  a\),  detailing  our  results  of  Task!  The  manuscripts,  acknowledging  DoDsupport,  are 
attached  to  this  re-  port. 


This  work  was  selected  forthree  oral  presentations  (one  asa  Featured  Presentation)  and  a 
poster  at  the  201 4 and  201 5  American  AssociationforPhysicistsin  Medicine  (AAPM) 
annual  meeting. 


Task  2  -  Specific  Aim  2:  To  perform  experimental  validation  and  calibration  of  the 

Monte  Carlo  codes  at  NLCTA  (SLAC)  (months  10-22) 

Task  2a:  Homogeneous  phantom  measurements:  As  described  in  our  preliminary 

results  above,  we  have  constructed  a  homogeneous  phantom  using  slabs  of 
tissue  equivalent  polystyrene  plastic,  be-  tween  which  films  can  be  inserted  to 
record  the  dose  profiles.  We  will  measure  beam  profiles  for  field  sizes  ranging 
from  0.1-5  cm  and  electron  energies  ranging  from  50-100  MeV  (months  8-  15). 

Task  2b  Heterogeneous  phantom  measurements:  We  will  construct  a  series  of 

heterogeneous  phantoms  consisting  of  slabs  of  polystyrene  stacking  to  form  a 
15  cm  cube,  with  features  of  various  densi-  ties  inserted  to  simulate  different 
tissue  types  (months  15-22). 


2 


Status  S  pecific  Aim  2: 

We  have  completed  Task2aand  have  an  accepted  manuscript  in  Medical  Physics  detailing  our 
results  of  homoge-  nous  phantom  measurements  ( Comparison  of  film  measurements  and 
Monte  Carlo  simulations  ofdosedeliv-  ered  with  very  high-energy  electron  beams  in  a 
polystyrene  phantom,  Bazalova  et  al.).  The  submitted  manu-  script,  acknowledging  DoD 
support,  is  attached  to  this  report. 

Task  3:  Data  analysis  and  submission  for  publication  in  peer  reviewed  journal  (months 
23-24). 

Three  manuscripts  summarizing  the  results  of  the  tasks  outlined  in  this  proposal  are  published 
in  peer  re-  viewed  journals  and  attached  to  this  report. 


Key  Research  Accomplishments: 

•  We  have  developed  a  software  interface  for  Monte  Carlo  calculations. 

•  We  have  established  a  research  collaboration  with  RaySearch  Laboratories  that 
includes  a  license  for  their  commercially  available  treatment  planning  system,  which 
allows  inverse  planning  optimization. 

•  We  have  demonstrated  proof  of  principle  that  80-100  MeV  electrons  consistently 
produce  equal  or  superior  dose  distributions  compared  with  the  best  clinically  used  photo 
VMAT  plans. 

•  We  have  completed  the  tasks  and  published  three  manuscripts,  detailing  the  results  of 
this  proposal. 


Reportable  Outcomes: 

The  following  abstracts  have  been  selected  for  oral/poster  presentation  at  the  56th  and  57th 
Annual  Meeting  of  the  American  Association  of  Physicists  in  Medicine(AAPM): 

1)  FEATURED  PRESENTATION  -  T reatment  Planning  Tool  for  Radiotherapy  with  Very 
High-Energy  Electron  Beams 

M  Bazalova1*,  B  Qu1 ,  E  Hynning2 ,  B  Hardemark2 ,  B  Palma1 ,  B  Loo1 ,  P  Maxim1 ,  (1) 
Stanford  University,  Stanford,  CA,  (2)  RaySearch  Laboratories,  Stockholm,  Sweden 

Purpose:  To  develop  a  tool  for  treatment  planning  optimization  for  fast  radiotherapy  delivered 
with  very  high-  energy  electron  beams  (VHEE)  and  to  compare  VHEE  plans  to  state-of-the-art 
plans  for  challenging  pelvis  and  H&N  cases. 

Methods:  Treatment  planning  for  radiotherapy  delivered  with  VHEE  scanning  pencil  beams 
was  performed  by  integrating  EGSnrc  Monte  Carlo  (MC)  dose  calculations  with  spot  scanning 
optimization  run  in  a  research  ver-  sion  of  RayStation.  A  Matlab  GUI  for  MC  beamlet 
generation  was  developed,  in  which  treatment  parameters  such  as  the  pencil  beam  size  and 
spacing,  energy  and  number  of  beams  can  be  selected.  Treatment  planning  study  for  H&N 
and  pelvis  cases  was  performed  and  the  effect  of  treatment  parameters  on  the  delivered  dose 
distributions  was  evaluated  and  compared  to  the  clinical  treatment  plans.  The  pelvis  case  with 
a  691cm3  PTV  was  treated  with  2-arc  15MV  VMAT  and  the  H&N  case  with  four  PTVs  with 
total  volume  of  531cm3  was  treated  with  4-arc  6MV  VMAT. 
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Results:  Most  studied  VHEE  plans  outperformed  VMAT  plans.  The  best  pelvis  80MeV  VHEE 
plan  with  25  beams  resulted  in  12%  body  dose  sparing  and  8%  sparing  to  the  bowel  and  right 
femur  compared  to  the  VMAT  plan.  The  1 0OMeV  plan  was  superior  to  the  1 50MeV  plan. 
Mixing  1 00  and  1 50MeV  improved  dose  sparing  to  the  bladder  by  7%  compared  to  either 
plan.  Plans  with  16  and  36  beams  did  not  significantly  affect  the  dose  distributions  compared 
to  25  beam  plans.  The  best  H&N  lOOMeV  VHEE  plan  decreased  mean  doses  to  the 
brainstem,  chiasm,  and  both  globes  by  10-42%  compared  to  the  VMAT  plan. 

Conclusion:  The  pelvis  and  H&N  cases  suggested  that  sixteen  lOOMeV  beams  might  be 
sufficientspecifica-  tions  of  a  novel  VHEE  treatment  machine.  However,  optimum  machine 
parameters  will  be  determined  with  the  presented  VHEE  treatment -planning  tool  fora  large 
number  of  clinicalcases. 


2)  The  Effect  of  Beam  Parameters  On  Very  High-Energy  Electron  Radiotherapy:  A 

Planning  Study 

B  Palma1*,  M  Bazalova  ,  B  Hardemark2 ,  E  Hynning2 ,  B  Qu1 ,  B  Loo1 ,  P  Maxim1 , 
(l)Department  of  Ra-diation  Oncology,  Stanford  University,  Stanford,  CA,  (2) 
RaySearch  Laboratories  AB,  Stockholm,  Swe-den 


Purpose:  We  evaluated  the  effect  of  very  high-energy  electron  (VHEE)  beam  parameters  on 
the  planning  of  a  lung  cancer  case  by  means  of  Monte  Carlo  simulations. 

Methods:  We  simulated  VHEE  radiotherapy  plans  using  the  EGSnrc/BEAMnrc-DOSXYZnrc 
code.  We  selected  a  lung  cancer  case  that  was  treated  with  6MV  photon  VMAT  to  be 
planned  with  VHEE.  We  studied  the  effect  of  beam  energy  (80  MeV,  lOOMeV,  and  120 
MeV),  number  of  equidistant  beams  (16  or  32),  and  beamlets  sizes  (3  mm,  5  mm  or  7  mm) 
on  PTV  coverage,  sparing  of  organs  at  risk  (OARs)and  dose  conformity.  Inverse-  planning 
optimization  was  performed  in  a  research  version  of  RayStation  (RaySearch  Laboratories 
AB)  using  identical  objective  functions  and  constraints  for  all  VHEE  plans. 

Results:  Similar  PTV  coverage  and  dose  conformity  was  achieved  by  all  the  VHEE  plans.  The 
100  MeV  and  120  MeV  VHEE  plans  were  equivalent  amongst  them  and  were  superior  to  the 
80  MeV  plan  in  terms  of  OARs  sparing.  The  effect  of  using  16  or  32  equidistant  beams  was  a 
mean  difference  in  average  dose  of  2.4%  (0%-  7.7%)  between  the  two  plans.  The  use  of  3 
mm  beamlet  size  systematically  reduced  the  dose  to  all  the  OARs.  Based  on  these  results  we 
selected  the  100MeV-16beams-3mm-beamlet-size  plan  to  compare  it  against  VMAT.  The 
selected  VHEE  plan  was  more  conformal  than  VMAT  and  improved  OAR  sparing  (heart  and 
tra-  chea  received  125%  and  177%  lower  dose,  respectively)  especially  in  the  low-dose 
region. 

Conclusion:  We  determined  the  VHEE  beam  parameters  that  maximized  the  OAR  dose 
sparing  and  dose  con-  formity  of  the  actually  delivered  VMAT  plan  of  a  lung  cancer  case.  The 
selected  parameters  could  be  used  for  the  planning  of  other  treatment  sites  with  similar  size, 
shape,  and  location.  For  larger  targets,  a  larger  beamlet  size  might  be  used  without 
significantly  increasing  the  dose. 
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3)  Radiation  Therapy  with  Very  High-Energy  Electron  (VHEE)  Beams  in  the  Presence  of 
Metal  Implants 
(Poster  presentation) 

C  Jensen1*,  B  Palma1,  B  Qu1,  P  Maxim1,  B  Hardemark  2,  E  Hynning  2,  B  Loo1,  M 
Bazalova1,  (l)Department  of  Radiation  Oncology,  Stanford  University,  Stanford,  CA,  (2) 
RaySearch  Laboratories,  Stockholm,  Sweden 

Purpose:  To  evaluate  the  effect  of  metal  implants  on  treatment  plans  for  radiation  therapy 
with  very  high-  energy  electron  (VHEE)  beams. 

Methods:  The  DOSXYZnrc/BEAMnrc  Monte  Carlo  (MC)  codes  were  used  to  simulate  50- 
150MeV  VHEE  beam  dose  deposition  and  its  effects  on  steel  and  titanium  (Ti) 
heterogeneities  in  a  water  phantom.  Heterogeneities  of  thicknesses  ranging  from  0.5cm  to 
2cm  were  placed  at  10cm  depth.  MC  was  also  used  to  calculate  electron  and  photon  spectra 
generated  by  the  VHEE  beams’  interaction  with  metal  heterogeneities.  The  original  VMAT 
patient  dose  calculation  was  planned  in  Eclipse.  Patient  dose  calculations  with  MC- 
generated  beamlets  were  planned  using  a  Matlab  GUI  and  research  version  of  RayStation. 
VHEE  MC  treatment  planning  was  performed  on  water-only  geometry  and  water  with 
segmented  prostheses  (steel  and  Ti)  geometries  with  lOOMeV  and  150MeV  beams. 

Results:  lOOMeV  PDD  5cm  behind  steel/Ti  heterogeneity  was  51%  less  than  in  the  water- 
only  phantom.  For  some  cases,  dose  enhancement  lateral  to  the  borders  of  the  phantom 
increased  the  dose  by  up  to  22%  in  steel  and  18%  in  Ti  heterogeneities.  The  dose 
immediately  behind  steel  heterogeneity  decreased  by  an  average  of  6%,  although  for 
150MeV,  the  steel  heterogeneity  created  a  23%  increase  in  dose  directly  behind  it.  The  aver¬ 
age  dose  immediately  behind  Ti  heterogeneities  increased  10%.  The  prostate  VHEE  plans 
resulted  in  mean  dose  decrease  to  the  bowel  (20%),  bladder  (7%),  and  the  urethra  (5%) 
compared  to  the  15MV  VMAT  plan.  The  average  dose  to  the  body  with  prosthetic  implants 
was  5%  higher  than  to  the  body  without  implants. 

Conclusion:  Based  on  MC  simulations,  metallic  implants  introduce  dose  perturbations  to 
VHEE  beams  from  lateral  scatter  and  backscatter.  However,  when  performing  clinical  planning 
on  a  prostate  case,  the  use  of  mul-tiple  beams  and  inverse  planning  still  produces  VHEE 
plans  that  are  dosimetrically  superior  to  photon  VMAT  plans. 

Conclusion: 

We  have  made  significant  progress  towards  the  proposed  project.  We  have  demonstrated 
that  thecomputa-  tional  tools  (Monte  Carlo  codes)  are  adequate  to  simulate  the  interaction  of 
VHEE  in  tissue  and  phantoms.  We  have  also  demonstrated  proof  of  principle  that  for  diverse 
clinical  scenarios,  VHEE  in  the  practically  achievable  energy  range  of  80-100  MeV  consistently 
produces  equal  or  superior  dose  distributions  compared  with  the  best  clinically  used  photon 
VMAT  plans. 


3)  Evaluation  of  the  performance  of  very  high-energy  electron  (VHEE)  beams  in 

radiotherapy:  Five  clin-  ical  cases 

Bianey  Palma1,  Magdalena  Bazalova-Carter1,  Bjorn  Hardemark2,  Elin  Hynning2, 
Bradley  Qu1,  Peter  G.  Maxim1,  and  Billy  W.  Loo,  Jr.1 


5 


(1)  Department  of  Radiation  Oncology,  Stanford  University,  Stanford,  CA  94305,  USA 

(2)  RaySearch  Laboratories  AB,  Stockholm,  Sweden 

Purpose/Objective (s):  To  evaluate  the  performance  of  100-120  MeV  very-high  energy 
electron  (VHEE)  scan-  ning  pencil  beams  to  radiotherapy  by  means  of  Monte  Carlo  (MC) 
simulations. 

Materials/Methods:  We  selected  five  clinical  cases  with  target  sizes  of  1.2  cm3  to  990.4 
cm3.  We  calculated  VHEE  treatment  plans  using  the  MC  EGSnrc  code  implemented  in  a 
MATLAB-based  graphical  user  interface  developed  by  our  group.  We  generated  phase  space 
data  for  beam  energies:  100  and  120  MeV,  pencil  beam  spot  sizes  of  1,  3,  and  5  mm  at 
FWHM,  and  number  of  equidistant  beams  of  16  or  32.  Dose  was  calculated  and  then 
imported  into  a  research  version  of  RayStation  where  inverse-planning  optimization  was 
performed.  We  compared  the  VHEE  plans  with  the  clinically  delivered  volumetric  modulated 
arc  therapy  (VMAT)  plan  to  evaluate  VHEE  plans  performance. 

Results:  VHEE  plans  provided  the  same  PTV  coverage  and  dose  homogeneity  than  VMAT 
plans  for  all  the  cases.  In  average,  the  mean  dose  to  organs  at  risk  (OARs)  was  23.8% 
lower  for  the  VHEE  plans.  The  struc-  tures  that  benefited  the  most  from  using  VHEE  were: 
large  bowel  for  the  esophagus  case,  chest  wall  for  the  liver  case,  brainstem  for  the  acoustic 
case,  carina  for  the  lung  case,  and  genitalia  for  the  anal  case,  with  34.6%,  29.1%,  26.7%, 
25.8%,  and  23.7%  lower  dose,  respectively.  VHEE  dose  distributions  were  more  con¬ 
formal  than  VMAT  solution  as  confirmed  by  conformity  indices  Cliooand  Cbo.  Integral  dose  to 
the  body  was  in  average  19.6%  (9.2%-36.5%)  lower  for  the  VHEE  plans. 

Conclusions:  We  have  shown  that  VHEE  plans  resulted  in  similar  or  superior  dose 
distributions  compared  to  clinical  VMAT  plans  for  five  different  cases  including  a  case  with  a 
small  target  (1.2  cm3),  which  represents  a  challenge  even  for  VMAT  planning  and  might 
require  the  use  of  a  more  sophisticated  photons  radiotherapy  technique. 
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Comparison  of  film  measurements  and  Monte  Carlo  simulations  of  dose 
delivered  with  very  high-energy  electron  beams  in  a  polystyrene  phantom 
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Purpose:  Tomeasure  radiation  dose  in  a  water-equivalent  medium  from  very  high -eneigy  electron 
(VHEE)  beams  and  make  comparisons  to  Monte  Carlo  (MC)  simulatbn results. 

Methods:  Dose  in  a  polystyrene  phantom  delivered  by  an  experimental  VHEE  beam  line  was 
measured  with  Gafchiomic  films  for  three  50MeVandtwo  70  MeV  Gaussian  beams  of4.0-6.9mm 
FWHM  and  compared  to  corresponding  MC-s  imulated  dose  distributions .  MC  dos  e  in  the  polystyrene 
phantom  was  calculated  with  the  EGSnrc/BEAMnrc  and  DOSXYZnrc  codes  based  on  the  exper¬ 
imental  setup.  Additionally,  the  effect  of  2%  beam  eneigy  measurement  uncertainty  and  possible 
non-zero  beam  angular  spread  on  MC  dose  distributions  was  evaluated. 

Results:  MC  simulated  percentage  depth  dose  (PDD)  curves  agreed  with  measurements  within  4% 
for  all  beam  sizes  at  both  50  and  70  MeV  VHEE  beams.  Cental  axis  PDD  at  8  cmdepth  ranged  from 
14%  to  19%  for  the  5.4— 6.9  mm  50  MeVbeams  and  it  ranged  from  14%  to  18%  for  the  4.0-4.5  mm 
70  MeVbeams.  MCsimulated  relative  beampro  files  of  regularly  shaped  Gaussian  beams  evaluated 
at  depths  of  0.64  to  7.46  cm  agreed  with  measurements  to  within  5%.  A  2%  beam  eneigy  uncertainty 
and  0.286°  beam  angular  spread  corresponded  to  a  maximum  3.0%  and  3.8%  difference  in  depth  dose 
cuives  of  the  50  and  70  MeV  election  beams,  respectively.  Absolute  dose  differences  between  MC 
simulations  and  film  measurements  ofregularly  shaped  Gaussian  beams  were  between  10%  and  42%. 
Conclusions:  The  authors  demonstrate  that  relative  dose  distributions  for  VHEE  beams  of  50-70 
MeV  can  be  measured  with  Gafchiomic  films  and  modeled  with  Monte  Carlo  simulations  to  an 
accuracy  of  5%.  The  reported  absolute  dose  differences  likely  caused  by  inperfect  beam  steering 
and  subsequent  charge  loss  revealed  the  importance  of  accurate  VHEE  beam  control  and  diagnostics . 

02015  American  Association  of  Physicists  in  Medicine.  [http:Alx.doi.org/10. 1 1 18/1.4914371] 

Key  words :  Monte  Carlo,  dose  calculations,  very  high-eneigy  electrons 


1.  INTRODUCTION 

External  beam  radiation  therapy  has  been  historically  most 
frequently  delivered  with  medical  linear  accelerators  gener¬ 
ating  photon  and  electron  beams  with  eneigies  in  the  range 
between  5  and  20  MeV.  Megavoltage  (MV)  photon  beams  of 
these  eneigies  have  suitable  attenuation  and  dose  deposition 
properties  for  treatments  of  deep-seated  tumors.1  Electron 
beams  of  similar  eneigy,  however,  deposit  a  laige  fraction  of 
their  energy  on  the  skin  and  are  mostly  used  for  treatments  of 
superficial  cancels  P 

Previous  workhas  demonstrated,  in  principle,  a  number  of 
advantages  of  using  very  high-energy  (50-250  MeV)  electron 
(VHEE)  beams  for  radiation  therapy  ofdeep-seated  tumors  A7 


Monte  Carlo  (MC)  simulations  with  the!  M  ]  ]  ]  ]  ]  (Refs.  8  and 
9)  code  showed  that  electron  beams  of  such  high  eneigies 
have  similar  to  superior  dose  deposition  properties  compared 
to  currently  clinically  used  photon  beams.  For  example, 
intensity -modulated  VHEE  therapy  for  prostate  cancer  at 
250  MeV  energy  outperformed  intensity -modulated  radiation 
therapy  (IMRT)  with  15  MV  photon  beams.7 

The  dosimetric  advantages  of  VHEE  stem  from  favorable 
depth -dose  characteristics  relative  to  photons,  with  a  flatter 
initial  profile  to  clinically  relevant  depths ,  followed  by  a  more 
rapid  falloff  with  a  range  that  depends  on  the  beam  eneigy. 
Additionally,  the  reduced  dose  perturbations  at  interfaces 
between  media  of  different  density  result  in  much  less 
sensitivity  to  tissue  heterogeneity.4  Thus,  when  multiple 
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beams  are  used,  higher  conformity  and  lower  in  tegml  dose  for 
the  same  target  coverage  is  possible  with  VHEE  compared  to 
photons,  intermediate  between  photons  and  protons,  and  with 
less  concern  about  underdosing  in  buildup  legions  or  range 
uncertainty  issues. 

MC  simulation  is  the  core  methodology  for  dose  calcu¬ 
lation  of  VHEE  for  potential  radiation  therapy  applications. 
To  date,  however,  there  has  been  minimal  comparison  of 
Monte  Carlo  codes  to  experimental  data  for  electrons  in  the 
50-100  MeV  energy  range  in  tissue  equivalent  materials ,  due 
mainly  to  lackof availability  ofVHEEbeams  experimentally.4 
Experimental  dose  measurements  and  MC  dose  calculations 
with  the  DPM  code  up  to  50  MeV  from  the  racetrack 
micro tron  have  been  published.10-12  In  this  work,  we  present 
experimental  measurements  of  dose  deposition  of  50  and  70 
MeV  VHEE  beams  in  a  homogeneous  phantom  acquired  at  an 
experimental  beam  line  and  compared  them  to  EGSnrc13MC 
simulations.  We  also  performed  absolute  dose  comparison  for 
MC  simulations  and  experimental  measurements  of  VHEE 
beams,  a  challenging  task  not  previously  attempted  in  prior 
work  on  VHEE  dosimetry,  in  order  to  understand  the  limits 
of  our  current  experimental  system  more  completely. 

2.  MATERIALS  AND  METHODS 

2.A.  Experimental  measurements  on  a  VHEE 
beam  line 

Measurements  of  VHEE  beam  percentage  depth-dose 
cuives  (PDDs)  and  dose  profiles  were  performed  at  the 
Next  Linear  Collider  Test  Accelerator  (NLCTA)  located  at 
the  SLAC  National  Accelerator  Labomtoiy.14  The  electron 
beam  is  produced  by  an  S-band  RF  photoinjector,  is  further 
accelerated  by  two  high-gradient  X  -band  RF  accelerating 
structures,  and  is  transported  approximately  25  m  to  the 
experimental  station  inside  a  beam  line  with  aperture  vaiying 
from  6  to  20  mm.  There  are  several  quadrupole  and  dipole 
magnets  to  assist  in  beam  transport,  and  diagnostics  to  monitor 
beam  eneigy,  energy  spread,  charge,  beam  size,  and  beam 
position. 

The  NCLTA  beam  line  was  modified  to  accommodate 
the  experimental  setup.  A  50-flm  thick  vacuum  window  of 
1.27  cm  in  diameter  made  of  stainless  steel  was  used  to 
interfacethe  beamline  with  open  air,  in  which  adose  phantom 
was  placed.  Dose  distributions  of  50  and  70MeVbeams  were 
measured  using  radiochromic  films  that  were  embedded  in 
the  polystyrene  phantom  [Figs.  1(a)  and  1(b)].  The  beam  en¬ 
ergy  was  monitored  using  a  large  electro -magnet  and  a  phos¬ 
phorescent  screen.  Two  thin  scintillator  screens  placed  in 
the  front  and  behind  the  phantom  were  used  to  monitor  the 
beam  size  that  was  controlled  with  magnets  located  upstream 
from  the  exit  window.  The  scintillator  screens  were  moved 
out  of  the  beam  line  when  the  phantom  was  irradiated.  The 
various  beam  sizes  [express ed  as  foil  width  at  half  maximum 
(FWHM)  throughout  the  manuscript]  and  shapes  measured 
by  the  film  at  0.64  cm  depth  are  shown  in  Fig.  1(c). 

The  dose  phantom  consisted  of  stacked  polystyrene 
(CgH8)n  slabs  with  mass  density  of  1.05  g/cm3,  which  is 


comparable  to  water.  Sheets  of  Gafchromic  EBT2  dosimetiy 
film  (ISP,  Wayne,  NJ)  were  placed  at  nine  depths  ranging 
from  0.64  to  8.7  cm  with  0.64,  1.27,  and  1.91  cm  spacing, 
as  demonstrated  in  Fig.  1(a).  The  phantom  was  placed  15  cm 
away  from  the  beam  line  exit  window. 

Magnets  upstream  of  the  steel  exit  window  were  used  to 
alter  the  beams’  FWHM,  allowing  for  three  beam  sizes  at 
each  of  the  two  energies.  Nominally,  the  beam  FWHMs  were 
chosen  to  be  5,  3,  and  2  mm  for  the  50  MeVbeam  and  2  and 
1  mm  for  the  70  MeV  beam  However,  accurate  adjustment 
of  the  beam  FWHM  was  not  possible  with  the  existing  beam 
diagnostics  equipment,  and  actual  beam  FWHMs  (including 
the  effects  of  scattering  by  the  exit  window  and  air)  were 
determined  on  the  film  at  depth  of  0.64  cm  in  the  phantom. 
The  number  of  pulses  was  altered  based  onMC  simulations 
to  approximately  achieve  similar  film  doses  using  40,  20,  and 
10  pulses  at  50  MeV  and  40  and  20  pulses  at  70  MeV.  The 

charge  of  each  pulse  was  nominally  30  pC,  or  ~  1.87  X  108 
electrons /pulse.  Each  pulse  was  1  ps  long  and  pulses  were 
delivered  with  1  Hz  repetition  rate. 

The  irradiated  Gafchromic  EBT2  films  were  digitized  on  a 
Perfection  V500  flatbed  scanner  (EPSON,  Long  Beach,  CA) 
with  254-dpi  resolution.  The  film  was  calibrated  using  a  12 
MeV  electron  beam  generated  by  a  clinical  linear  accelerator 
(Trilogy,  Varian  Medical  System,  Palo  Alto,  CA). 


2.B.  Monte  Carlo  modeling  of  VHEEexperiment 

The  EGSnrc  BEAMnrc/DOSXYZnrc  MC  codes  were 
selected  to  model  the  experimental  setup.15’16  The  steel 
window  and  the  polystyrene  phantom  were  included  in 
the  simulations.  At  first,  normally  incident  monodirectional 
beams  of  2D  Gaussian  spatial  spread  were  assumed.  Electron 
pencil  beams  pass  ing  through  thes  teel  windo  wwere  s  imulated 
in  the  BEAMnrc  code  and  dose  deposition  in  phantoms 
was  simulated  with  the  BEAMnrc-generated  phase-space  file 
in  the  DOSXYZnrc  code.  According  to  the  experimental 
setup,  the  window  to  phantom  distance  was  set  to  15  cm 

A  voxel  size  of  0.5  X  0.5  X  0.5  mm3  was  used  for  dose 
scoring  and  the  number  of  primary  electrons  used  for  each 

simulation  was  set  to  1  X  1 07.  A  U  interactions,  including  triplet 
production,  photonuclear  attenuation,  radiative  Compton 
correction,  electron  impact  ionization,  and  Rayleigh  scattering 
were  included  in  the  simulations .  Electrons  and  photons  were 
transported  down  to  kinetic  eneigy  of  10  keV.  The  measured 
and  calculated  dose  distributions  were  compared  by  means  of 
PDD  curves  and  beam  profiles  at  four  depths  using  M  ]  M  ] 
(The  Math  works ,  Natick,  MA). 


2.C .  Monte  Carlo  modeling  of  beam  angular  spread 

The  presence  of  the  steel  window  in  the  beam  line 
significant^  increased  the  angular  spread  ofthe  fow-emittance 
input  electron  beam.  Since  the  dimensions  of  the  accelerated 
election  beam  could  not  be  measured  accurately,  the  angular 
spread  was  investigated  by  simulating  a  range  of  phantom 
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F  .  1.  Schematics  (a)  and  a  photograph  (b)  of  the  experimental  setup  for  measurements  of  50  and  70  MeV  VHEE  beams  with  Gafchromic  EBT2  films  (c)  at 
theNLCTA  beam  line  of  SLAC  National  Accelerator  Laboratory.  Films  were  sandwiched  in  a  14-cm  deep  polystyrene  phantom  and  irradiated  at  five  locations 
with  pencil  beams  of  F  WHMs  ranging  from  4.0  to  6.9  mm  as  measured  on  the  film  at  0.64  cm  depth  (c). 


incident  Gaussian  beam  widths  and  calculating  the  expected 
beam  profile  at  the  location  of  the  film  at  0.64  cm  depth 
in  the  phantom  positioned  15  cm  from  the  exit  window. 

From  this  relationship,  the  experimental  input  beam  widths 
were  back-calculated  from  the  film  measurements  based  on  a 

second  order  polynomial  fit  applied  to  the  data. 

The  effects  of  angular  beam  spread  and  VHEE  beam 
energy  distribution  on  the  measured  dos  e  distribution  were 

also  investigated  by  means  of  MC  simulations.  Speci¬ 
fically,  central-axis  depth  dose  of  the  largest  beam  sizes 
for  both  beam  eneigies  were  simulated  with  the  maximum 
possible  eneigy  spread  and  angular  beam  spread.  The 
maximum  possible  angular  beam  spread  of  0.286°  was  esti¬ 
mated  from  the  60  cm  distance  between  the  first  upstream 
electromagnet  to  the  exit  window  and  the  6  mm  FWHM 
beam  that  passes  through  the  exit  window  without  being 
clipped.  Due  to  the  energy  measurement  accuracy  of  2%, 

dose  distributbns  for  50.0  ±  1.0  MeV and  70.0  ±  1.4  MeV 
were  simulated.  Similarly,  the  effect  of  the  0.25%  FWHM 
energy  spread  on  dose  distributions  of  the  largest  beams  was 
studied. 


2.D.  Monte  Carlo  modeling  of  x-ray  contamination  due 
to  the  exit  window 

The  amount  of  x-ray  production  in  the  steel  exit  window 
was  determined,  in  order  to  evaluate  the  effect  of  exit  window 
x-ray  contamination  on  dose  depositbns  of  the  studied  50 
and  70  MeV  electron  beams.  Electron  beams  with  50  and 
70  MeV  of  2-mm  FWHM  interacted  with  the  50-ptm  thick 
steel  window  and  phase-space  files  downstream  of  the  steel 
window  were  scored.  Central-axis  PDD  in  a  water  phantom 
calculated  only  with  x-rays  generated  in  the  exit  windowwas 
compared  to  the  centml-axis  PDD  calculated  with  allparticles 
in  the  phase-space  file. 


2.E.  Monte  Carlo  modeling  of  film  energyresponse 

Energy  response  of  Gafchromic  EBT2  films  to  electrons 
was  shown  to  be  flat  for  electron  eneigies  between  6  and 

20  MeV.  Since  no  data  were  available  for  energy  response 
of  the  films  to  VHEE  beams,  we  used  MC  simulations  to 
predict  the  eneigy  response  of  VH^E  based  on  the  work 
presented  by  Sutherland  and  Rogers .  Mo noenerge tic  beams 
of  1-100  MeV  and  1-cmFWHM  were  incident  upon  a  sheet 
of  Gafchromic  EBT2  film  placed  on  a  10  cm  polystyrene 
phantom  The  dose  to  the  film  Z>ebt2  was  quantified  by 
simulating  the  dose  deposited  in  the  film  active  layer.  In  order 
to  evaluate  the  filmeneigy  response  by  means  of  DEBT2/Avater, 
the  dose  with  identical  simulatbn  setup  but  with  the  film 
material  replaced  with  water  Dwater  was  modeled. 

2.F.  Dose  rate  independence  of  film 

It  has  been  demonstrated  that  Gafchromic  EBT  films  were 
dose  rate  independent  for  irradiations  with  20MeVbeams  up 
to  1 . 5  X 1 01 0  Gy/s  .19W  ith  apulse  length  of  1  p  s ,  the  maximum 
instantaneous  dose  rate  on  the  film  was  expected  to  exceed 
this.  We  therefore  performed  a  film  dose  rate  independence 
study.  A  sheet  of  Gafchromic  EBT2  film  was  placed  at  4  mm 
depth  in  the  polystyrene  phantom  that  was  positbned  8  cm 
away  from  the  exit  window.  The  dose  per  puke  was  varied 
by  setting  the  charge  per  puke  to  17.5,  25.3,  and  53.0  pC. 
The  phantom  was  irradiated  with  a  1  mm  FWHM  60  MeV 
beam  to  a  dose  of  9  Gy  using  vaiying  number  of  1-ps  long 
pukes  to  achieve  the  same  dose  at  the  film  for  each  charge 
per  puke  settings  (Table  II).  The  phantom  was  irradiated 
with  1-3  pukes  for  the  17.5,  25.3,  and  53.0  pC  beams, 

which  resulted  in  3.0  X  1012  to  9.0  X 1012  Gy/s  dose  rate/fndse, 
respectively.  Three  beams  were  delivered  for  each  condition 
and  the  maximum  doses  per  unit  chaige  delivered  to  the  film 
were  quantified. 
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2. G.  Absolute  dosimetry 

A  number  of  sources  of  uncertainty  affected  the  ability  to 
model  the  absolute  dose  at  the  films,  given  the  known  beam 
parameters.  Although  chaige  per  pulse  was  nominally  known 
(at  30  pC),  such  bw  chaige  could  only  be  measured  with 
10%  accuracy.  Additionally,  with  the  experimental  setup  at 
the  time,  the  charge  could  not  be  measurcd  in  real  time  and 
charge  drifts  due  to  the  gun  radio  frequency  phase  and  laser 
power  drift  could  occur  undetected  during  the  experiment. 
Small  aperturcs  on  the  accelerating  structurcs  potentially 
scraped  chaige  from  the  beam  as  it  propagated  through  the 
beamline.  Furthermore,  the  limited  ability  to  control  the  beam 
size  and  shape  at  the  time  of  the  experiment  may  have  been 
inconsistent  with  the  modeling  assumption  of  Gaussianbeam 
profiles  .As  such,  we  anticipated  a  relatively  large  discrepancy 
in  absolute  dose  of  up  to  50%  between  measurement  and 
simulation. 

We  determined  the  differences  in  absolute  dose  between 
the  film  measurements  at  0.64  cm  depth  and  MC  simulations 
to  confirm  that  they  fall  within  this  mnge. 

3.  RESULTS 

3.A.  Comparison  of  experimental  measurements 
and  Monte  Carlo  simulations 

The  nominal  beam  parameters  and  measured  FWHM  on 
the  film  at  0.64  cm  depth  are  summarized  in  Table  I.  The 
experimental  and  simulated  PDD  curves  for  all  measured 
beams  of  both  energies  are  shown  in  Fig.  2.  The  PDDexp- 
PDDmc  difference  curves  in  Fig.  2  demonstrate  a  good 
agreement  between  the  experimental  and  simulatfon  data 
with  the  laigest  discrepancy  being  4%. 

Relative  beampro  files  of  experimental  Dexp  andsimulated 
Dmc  relative  doses  for  all  50  and  70  MeV  beams  at  four 
depths  ranging  from  6.4  to  74.6  mm  along  both  major  axes 
are  shown  in  Figs.  3  and  4,  respectively.  Additionally,  the 

dose  difference  Dex P  -  Dmc  is  plotted.  The  results  in  Figs.  3 
and  4  show  that  the  dose  difference  was  within  5%  for  all  50 
and  70  MeV  measured  points . 


3.B .  VHEE  beam  spread  due  to  the  exitwindow, 
air,  and  uncertainty  in  beam  energy  and  beam 
angular  spread 

As  mentioned  above,  the  beam  FWHM  at  the  accelerator 
exit  window  was  back-calculated  based  on  simulatfon  data 
presented  in  Fig.  5(a).  The  relationship  between  input  beam 
width  and  beam  width  at  the  phantom  was  found  to  be  non¬ 
linear  and  highly  energy  dependent.  The  minimum  beam 
FWHM  at  the  film  at  0.64  cm  depth  for  an  infinitesimally 
small  input  beam  was  calculated  to  be  4.0  and  3.0  mm  for  the 
50  and  70  MeV  beams,  respectively. 

Figure  5(b)  summarizes  the  effects  of  beam  energy  and 
energy  spread  on  central-axis  depth  dose  cuives  of  the  laigest 
50  and  70  MeV  beams.  While  the  mean  difference  in  dose 
due  to  energy  measurement  uncertainty  was  2.8%  and  2.5% 
for  the  50  and  70  MeVbeam,  respectively,  eneigy  spread  of 
0.25%  FWHM  had  a  negligible  effect  on  central-axis  depth 

dose.  The  effect  of  the  possible  0.286°  beam  angular  spread 
resulted  in  mean  dose  difference  of  2.5%  and  1.4%  for  the  50 
and  70MeVbeam,respectively. 

3.C .  Monte  Carlo  modeling  of  x-ray  contamination 
due  to  exit  window 

The  effect  of  x-ray  contamination  of  the  electron  beam 
due  to  the  presence  of  the  steel  exit  window  for  50  and 
70  MeV  beams  is  presented  in  Fig.  5(c).  The  contribution 
of  x-ray  dose  to  the  total  central-axis  dose  on  the  surface 

was  approximately  1 X  10_2%  and  2  X  10_2%  ofthe  maximum 
dose  for  the  50  and  70  MeV  election  beam,  respectively.  Due 
to  the  greater  attenuation  of  the  election  beam,  the  relative 
x-ray  dose  contribution  increased  with  depth.  At  10  cm  depth, 
the  ratio  of  x-ray  dose  to  total  dose  increased  to  0.26%  and 
0.34%  for  the  50  and  70  MeV  beam,  respectively.  X-ray 
contamination  was  higher  for  the  70  MeV  beam  compared 
to  the  50  MeV  beam  due  to  the  increasing  bremsstrahlung 
cross-section  with  increasing  election  beam  eneigy. 

3.D .  EBT2  film  energy  response  to  electrons 

The  simulated  energy  response  of  FBT2  films  for  1-100 
MeV  electrons  plotted  in  Fig.  5(d)  suggests  that  Gafchromic 


T  I.  Beam  parameters,  measured  andsimulated  doses  at  0.64  cm  depth. 


Beam  energy 

50  MeV 

70  MeV 

Nominal  FWHM  (mm) 

5 

3 

2 

3 

1 

Beam  label 

A 

B 

C 

D 

E 

FWHM  film  @  0.64  cm  depth 

x  (mm) 

7.3 

5.8 

5.5 

4.4 

4.0 

y  (mm) 

6.6 

5.8 

5.4 

4.6 

3.9 

Mean  (mm) 

6.9 

5.8 

5.4 

4.5 

4.0 

Back-calculated  FWHM 

x  (mm) 

5.8 

4.0 

3.5 

3.2 

2.5 

@  exit  window 

y  (mm) 

4.8 

4.1 

3.5 

3.4 

2.3 

#  of  30  pC  (nominal)  pulses 

40 

20 

10 

20 

3 

Measured  dose  (Gy) 

2.87 

3.03 

1.20 

6.29 

1.08 

Simulated  dose  (Gy) 

4.06 

2.73 

1.54 

4.67 

0.95 

Difference  (Dmc  -  Dfiim)/Dfi]m(%) 

42 

-10 

28 

-26 

12 
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T  II.  Measured  doses  by  films  as  a  function  of  dose  rate  for  60  MeV  electron  beams. 


Dose  rate  (Gy/s) 

Charge/pulse  (pC) 

#  of  pulses 

Film  dose  (cGy/pC) 

Diff.  from  mean  (%) 

3.0  X  1012 

17.5 

3 

17.2  ±0.5 

-0.4 

4.5X1012 

25.3 

2 

17.9  ±0.8 

3.7 

9.0  x  1012 

53.0 

1 

16.7  ±0.7 

-3.3 

EBT2  films  have  a  flat,  <2.5%,  energy  response  in  this  eneigy 
range. 

3.  E.  Dose  rate  independence  of  film 

Table  II  summarizes  the  maximumdoses  per  unit  of  charge 
measured  with  films  for  varying  chargeperpulse  of  17.5, 25.3, 
and  53.0  pC  to  achieve  a  dose  of  9  Gy,  resulting  in  peak  dose 

rates  from3.0x  1012  to  9.0X  1012  Gy/s.  The  results  presented 
in  the  table  show  that  Gafchiomic  EBT2  films  are  dose  rate 
independent  within  3.7%  with  1  SD  of  3.5%  for  peak  dose 

rates  between  3.0  X  1012  and  9.0  X  1012  Gy/s. 

3.F.  Uncertainty  analysis 

We  have  performed  uncertainty  analysis  for  MC  simu¬ 
lations  and  experimental  measurements  of  the  presented 
relative  dose  deposition  of  VHEE  beams  in  accordance  with 
recommendations  by  the  National  Institute  of  Standards  and 
Technology.20  Table  III  summarizes  the  uncertainties  and 
shows  that  the  combined  MC  simulations  uncertainty  was 
estimated  to  be  4.7%  and  the  experimental  uncertainty  was 
estimated  to  be  5.5%  (both  at  1  SD). 

3.G.  Absolute  dosimetry 

The  differences  in  absolute  dose  between  simulation  and 
film  measurement  are  summarized  in  Table  I.  MC  doses 

differed  from  film  doses  by  -26%  to  42%,  which  are  smaller 
discrepancies  than  expected  based  on  known  experimental 
uncertainties  at  the  time.  The  largestMC  dose  overestimation 


a)  50  MeV 


of  42%  for  the  largest  50  MeV  beam  (beam  A)  could  be 
attributed  to  beamclipping. 

4.  DISCUSSION 

The  PDD  curves  in  Fig.  2  show  good  agreement  between 
simulation  and  experimental  data  for  both  eneigies.  Central 
axis  PDD  at  8  cm  depth  ranged  from  14%  to  19%  for  the 
5.4-6.9  mm  50  MeV  beams  and  it  ranged  from  14%  to 
18%  for  the  4.0-4.5  mm  70  MeV  beams.  Additionally,  beam 
profiles  presented  in  Figs.  3  and  4  demonstrate  how  VHEE 
beam  spatial  spread  increases  with  increasing  depth. 

The  accuracy  of  MC  simulations  of  the  experimental 
setup  was  limited  by  a  number  of  parameters  that  may  have 
contributed  to  the  observed  differences  with  measurements. 
First,  the  beam  FWHM  at  the  exit  window  was  not  known 
and  was  back-calculated  from  the  measurement  of  FWHM  on 
the  film  at  0.64  cm  depth.  Second,  zero  beam  angular  spread 
was  assumed  in  the  primary  simulations.  In  the  experimental 
setup,  however,  the  beams  were  kept  focused  using  a  set  of 
quadmpole  magnets  and  as  a  result,  beam  angular  spread 
was  possibly  non-zero.  Finally,  beam  eneigy  spread  could 
not  be  controlled  easily  and  it  was  approximately  2%.  The 
effects  of  beam  angular  spread  and  energy  spread  on  the 
PDD  of  the  laigest  beam  for  both  eneigies  were  simulated 
and  predicted  to  have  a  maximum  3%— 3.8%  discrepancy 
from  simulations  omitting  these  facto  is.  In  addition,  as 
described  above,  several  sources  of  experimental  uncertainty 
in  the  absolute  pulse  chaige  and  its  propagation  through  the 
beam  line  predicted  relatively  large  discrepancies  in  absolute 
dose. 


b)  70  MeV 


F  .  2.  Experimental  (markers)  and  simulated  (lines)  PDD  curves  for  50  MeV  (a)  and  70  MeV  (b)  electron  beams.  FWHM  in  x  and  y  of  beams  A-F  are  listed 
in  Table  I.  Mean  beam  FWHMs  are  A:  6.9  mm,  B:  5.8  mm,  C:  5.4  mm,  D:  4.5  mm,  and  E:  4.0  mm.  PDDexp  -  PDDmc  difference  is  also  plotted  and  +5%  lines 
are  shown  for  comparison  purposes.  All  measurements  agree  well  with  simulations,  with  a  maximum  discrepancy  of  4%. 
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-2-1012-2-1012  -2-1012 
y  (cm)  y  (cm)  y  (cm) 

F  .  3.  Experimental  (markers),  simulated  (solid  lines),  and  difference  (dashed)  profiles  for  the  three  50  MeV  beams  (A:  6.9  mm,  B:  5.8  mm,  C:  5.4  mm  FWHM) 
plotted  at  four  depths.  The  +5%  lines  are  shown  for  comparison  purposes.  All  difference  profiles  fall  between  these  lines. 


Despite  the  uncertainties ,  agreement  between  relative  dose 
Monte  Carlo  simulations  and  experiments  was  good,  with 
maximum  relative  dose  differences  of  4%  in  percentage  depth 
dose  cuives  and  5%  in  beam  profiles,  even  for  absolute 
dosimetiy,  though  substantial  differences  were  smaller  than 
anticipated. 

In  future  experiments,  we  plan  to  measure  the  beam  size 
at  the  exit  window,  the  beam  angular  spread,  the  electron 
beam  eneigy,  and  the  pulse  chaige  at  the  end  of  the  beam  line 
more  accurately.  We  will  consider  using  photo  luminescence 
detector  system  imaging  plates  that  have  shown  promise 


in  absolute  chaige  collection  of  40  MeV  electron  beams 
deliveied  in  tens  of  nC  laige  and  2-ps  longpulses.23 

Neutron  production  in  the  phantom  is  mainly  attributed  to 
photonuclear  reactions,  which  have  two  orders  of  magnitude 
higher  probability  than  electronuclear  reactions.24  Based 
on  work  by  DesRosiers  et  al.4  we  estimated  that  neutron 
production  in  the  polystyiene  phantom  accounted  for  0.1% 
of  total  absoibed  dose  for  the  70  MeVbeam  The  negligible 
neutron  dose  contribution  justifies  our  choice  of  the  EGSnrc 
MC  code,  which  does  not  simulate  neutron  production  and 
transport. 
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F  .  4.  Experimental  (markers),  simulated  (solid  lines),  and  difference  (dashed)  profiles  for  the  two  70  MeV  beams  (D:  4.5  mm,  and  E:  4.0  mm  FWHM)  plotted  at 
four  depths.  The  +5%  lines  are  shown  for  comparison  purposes.  All  difference  profiles  fall  between  these  lines. 
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a)  beam  spread  due  to  exit  window  and  air 


effect  of  beam  energy  and  angular  spread 
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c)  x-ray  contamination  due  to  exit  window 
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d)  EBT2  film  energy  response 


F  .  5.  Simulated  beam  spread  due  to  exit  window  and  air  in  the  experimental  setup,  by  which  the  beam  FWHM  at  the  exit  window  was  back-calculated  from 
measurements  at  the  film  at  0.64  cm  depth  (a).  Simulated  effects  of  beam  energy  and  angular  spread  uncertainty  on  central-axis  depth  dose  of  the  largest  50  and 
70  MeV  beams  were  small  with  a  maximum  impact  of  3. 8%  due  to  the  0.286°  angular  spread  (b).  Simulated  contribution  of  x-ray  contamination  generated  by 
the  steel  window  on  50  and  70  MeV  PDDs  was  2-4  orders  of  magnitude  smaller  than  the  total  dose  (c).  Simulated  Gaf  chromic  EBT2  film  energy  response  to 
electron  beams  was  flat,  with  <1%  change  above  10  MeV  (<2.5%  above  1  MeV)  (d). 


5.  CONCLUSIONS  AND  FUTURE  WORK 

Comparison  of  experimental  homogeneous  phantom  rela¬ 
tive  dose  measuiements  to  EGSnrc  Monte  Carlo  simulation 
for  electronbeamenergies  of  50  to  70  MeV  showed  agreement 
within  5%  in  terms  of  depth  dose  curves  and  beam  profiles. 
Comparison  of  all  50  and  70  MeV  beams  showed  absolute 
dose  differences  between  measurements  and  simulations  up 
to  42%  and  demonstrated  the  difficulties  to  accurately  con¬ 
trol  and  diagnose  very  high-eneigy  electron  beams  delivered 
by  a  test  linear  accelerator.  This  critical  issue  that  must  be 
addressed  before  VHEE  beams  can  be  considered  for  clin¬ 
ical  use.  Further  steps  will  include  experimentally  validating 
MC  dose  calculations  in  heterogeneous  phantoms.  This  will 
confirm  that  the  physics  of  VHEE  interactions  with  matter  is 


T  III.  Summary  of  relative  dose  MC  simulation  and  experimental  film 
measurement  uncertainty  estimates. 


MC  simulations  (%) 

Experiments  (%) 

Statistical  uncertainty 

1.0 

Film  analysis  (Ref  21) 

3.5 

Stopping  power  (Ref  22) 

1.5 

Film  dose  rate  dependence 

3.5 

Energy  spread 

2.8 

Film  energy  response 

2.5 

Beam  angular  spread 

2.5 

Total 

4.7 

Total 

5.5 

sufficiently  well  understood  to  be  accurately  modeled  by  MC 
methods,  allowing  us  to  use  them  for  the  design  and  planning 
of  futuie  high-energy  election  radiation  therapy  systems. The 
MC  model  of  the  VHEE  beam  line  will  be  used  to  calculate 
dose  to  samples  in  our  future  in  vitro  and  in  vivo  studies  of 
VHEE  tumor  and  normal  tissue  radiobiology. 
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Purpose:  The  aim  ofthis  work  was  to  devebp  a  treatment  planning  workflow  for  rapid  radiotherapy 
deliveied  withveiy  high-energy  election  (VHEE)  scanning  pencil  beams  of60-120MeVand  to  study 
VHEE  plans  as  a  function  of  VHEE  treatment  parameters .  Additionally ,  VHEE  plans  were  compared 
to  clinical  state-of-the-art  volumetric  modulated  arc  therapy  (VMAT)  photon  plans  forthieecases. 

Methods:  VHEE  radiotherapy  treatment  planning  was  performed  by  linking  EGSnrc  Monte  Carlo 
(MC)  dose  calculations  with  inverse  treatment  planning  in  a  research  version  of  RayStation.  In  order 
tostudy  the  effect  of VHEE  treatment  parameters  on  VHEE  dose  distributions^!  Mill  graphical 
user  interface  (GUI)  for  calculation  of  VHEE  MC  pencil  beam  doses  was  developed.  Through  the 
GUI,  pediatric  case  MC  simulations  weie  run  for  a  number  of  beam  energies  (60,  80,  100,  and 
120  M eV),  number  of  beams  (13,  17,  and  36),  pencil  beam  spot  (0.1,  1.0,  and  3.0  mm)  and  grid 
(2.0,  2.5,  and  3.5  mm)  sizes,  and  source -to -axis  distance,  SAD  (40  and  50  cm).  VHEE  plans  for 
the  pediatric  case  calculated  with  the  different  treatment  parameters  were  optimized  and  compared. 

Furthermore,  100  MeV  VHEE  plans  for  the  pediatric  case,  a  lung,  and  a  prostate  case  were  calculated 
and  compared  to  the  clinically  delivered  VMAT  plans .  All  plans  were  normalized  such  that  the  100% 
isodose  line  covered  95%  of  the  targetvolume. 

Results :  VHEE  beam  eneigy  had  the  largest  effect  on  the  quality  of  dose  distributions  of  the  pediatric 
case.  Forthe  same  target  dose,  the  mean  doses  to  oigans  at  risk  (OARs)  decreased  by  5%— 16%  when 
planned  with  100  MeV  compared  to  60  MeV,  but  there  was  no  further  improvement  in  the  120  MeV 
plan.  VHEE  plans  calculated  with  36  beams  outperformed  plans  calculated  with  13  and  17  beams, 
but  to  a  more  modest  degree  (<8%).  While  pencil  beam  spacing  and  SAD  had  a  small  effect  on 
VHEE  dose  distributions,  0.1-3  mm  pencil  beamsizes  resulted  in  identical  dose  distributions.  For 
the  100  MeV  VHEE  pediatric  plan,  OARdoses  were  up  to  70%  lower  and  the  integral  dose  was  33% 
lower  for  VHEE  compared  to  6  MV  VMAT.  Additionally,  VHEE  conformity  indices  (CIioo  =  1.09 
and  Cl50  =  4.07)  were  better  than  VMAT  conformity  indices  (CIioo  =  1.30  and  Cl50  =  6.81).  The 
100  MeV  VHEE  lung  plan  resulted  in  mean  dose  decrease  to  all  OARs  by  up  to  27%  for  the  same 
taiget  coverage  compared  to  the  clinical  6  MV  flattening  filter-free  (FFF)  VMAT  plan.  The  100  MeV 
prostate  plan  resulted  in  3%  mean  dose  increase  to  the  penile  bulb  and  the  urethra,  but  all  other  OAR 
mean  doses  were  lower  compared  to  the  15  MV  VMAT  plan.  The  lung  case  CIioo  and  CI50  conformity 
indices  were  3%  and  8%  lower,  respectively,  in  the  VHEE  plan  compared  to  the  VMAT  plan.  The 
prostate  case  CIioo  and  CI50  conformity  indices  were  1%  higher  and  8%  lower,  respectively,  in  the 
VHEE  plan  compared  to  the  VMATplan. 

Conclusions:  The  authors  have  developed  a  treatment  planning  workflow  for  MC  dose  calculation 
of  pencil  beams  and  optimization  for  treatment  planning  of  VHEE  radiotherapy.  The  authors  have 
demonstrated  that  VHEE  plans  resulted  in  similar  or  superior  dose  distributions  for  pediatric,  lung, 
and  prostate  cases  compared  to  clinical  VMAT  plans  .02015  American  Association  of  Physicists  in 
Medicine.  [http://dx.doi.org/10T  1 18/1.491 8923] 

Key  words :  very  high-energy  electrons,  Monte  Carlo,  treatment  planning,  pediatric  patient,  integral 
dose 


1.  INTRODUCTION 

Deep-seated  tumors  are  typically  treated  with  6-15  MV 
photon  beams  delivered  by  medical  linear  accelerators.  Previ¬ 
ous  work  has  demonstrated  in  principle  dosimetric  advantages 


of  using  very  high-eneigy  (50-250  MeV)  electron  (VHEE) 
beams  for  radiation  therapy  of  deep-seated  tumors.1-4  Monte 
Carlo  (MC)  simulations  with  the  M  ]  ]  ]  ]  ti  code  showed  that 
electron  beams  of  such  high  eneigies  have  similar  to  superior 
dose  deposition  properties  compared  to  currently  clinically 
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used  photon  beams.  Forexample,  intensity -modulated  VHEE 
therapy  for  prostate  cancer  at  250  MeV  energy  outperformed 
intensity -modulated  radiation  therapy  (IMRT)  with  15  MV 
photon  beams.4 

VHEE  plans  aie  not  only  superior  to  IMRT  plans,  butthey 
can  be  delivered  by  orders  of  magnitude  faster  than  photon 
plans  mainly  due  to  three  e  //bets .  (1)  X-ray  beam  production 
in  the  head  of  a  linear  accelerator  has  an  approximately 
3%  efficiency  [6%  in  flattening  filter  free  (FFF)  mode].5 

(2)  Lower  number  of  electrons  compaied  to  photons  is 
needed  to  deliver  the  same  dose  (discussed  in  this  work). 

(3)  Unlike  photon  beams  that  aie  delivered  from  multiple 
angles  by  means  of  gantry  rotation,  electron  beams  can  be 
steered  electromagnetically,  which  can  be  done  in  the  order 
of  milliseconds.  In  summary,  while  treatment  deliveiy  of 
stereotactic  doses  of  more  than  15  Gy  with  photon  beams 
typically  lasts  2-10  min,  treatments  with  VHEE  beams  for 
the  same  dose  can  be  in  principle  delivered  within  seconds . 

We  have  proposed  a  conceptual  design  of  a  VHEE 
treatment  machine  with  a  compact  electron  accelerator  to 
deliver  radiotherapy  with  a  VHEE  scanning  pencil  beam.6 
In  order  to  capitalize  on  the  potential  speed  advantages  of 
VHEE,  the  design  should  minimize  the  need  for  mechanical 
motion.  An  approach  to  directing  beams  to  the  patient  from 
multiple  angles  without  a  rotating  gantry  would  be  to  have 
multiple  fixed  beam  lines  (e.g.,  10-30)  arrayed  around  the 
patient.  These  beam  lines  could  each  have  a  VHEE  Linac, 
or  share  a  common  VHEE  Linac  whose  beam  is  sequentially 
directed  to  each  of  the  beam  lines  in  rapid  succession.  A 
pencil  beam  from  each  of  the  beam  lines,  potentially  with 
electronically  adjustable  size,  would  be  rapidly  raster-scanned 
over  an  area  covering  the  beam’s -eye  projection  of  the  taiget 
region  to  produce  intensity -modulated  fields  fromeachbeam 
direction.  A  high-effciency  and  high-gradient  Linac  design7 
would  be  required  for  the  system  to  fit  in  existing  radiation 


therapy  vaults.  There  would  be  a  compromise  between  the 
space  required  to  accelerate  and  steer  the  beam  toward  the 
patient,  and  the  bore  size  or  clearance  around  the  patient, 
which  should  be  at  a  minimum  equal  to  or  laiger  than  the 
boie  size  of  scanners  used  for  radiation  therapy  simulation 
(e.g.,  70  emor  laiger).  Theiefoie,  the  minimum  distance  from 
the  end  of  the  electron  beamline  to  the  isocenter  of  the  system 
should  be  40-50  cm  (accounting  for  additional  space  required 
for  beammeasurement  and  diagnostic  systems  that  mightneed 
to  be  in  the  beam  path). 

In  this  paper,  wepresent  a  workflow  fortreatment  planning 
for  intensity -modulated  scanning  VHEEpencil  beam  therapy. 
Wedemonstrate  that  VHEE  dose  distributions  for  apediatric, 
lung,  and  prostate  case  are  superior  or  similar  to  state-  of- 
the-art  volumetric  modulated  arc  therapy  (VMAT)  dose 
distributions. 

2.  MATERIALS  AND  METHODS 

A  treatment-planning  tool  for  radiotherapy  with  VHEE 
scanning  beamhas  been  developedby  linking  MC  pencil  beam 
dose  calculations  with  a  commercially  available  treatment 
planning  system  Specifically,  VHEE  pencil  beam  dose  was 
calculated  in  the  EGSnrc  MC  codes  (V4  2.4.0)8  andimported 
into  a  research  vers  ion  of  RayStation  (veis  ion  4.4.100.0,  Ray- 
Search  Laboratories  AB,  Stockholm,  Sweden)  for  treatment 
planning  optimization  (Fig.  1).  To  fecilitate  treatment  planning 
for  a  large  number  of  cases  and  VHEE  treatment  parameters, 
at  [  [  [  [  [  (version  R201  Ob,  The  Mathworks,  Natick,  MA)  GUI 
was  developed. 

VHEE  pencil  beam  MC  dose  calculations,  the  H  !  1  1  ! 
GUI,  and  the  entire  treatment  planning  process  are  described 
in  Secs.  2.A-2.C.  Additionally,  three  clinical  cases  are  de¬ 
scribed.  In  one  case  (apediatric  brain  tumor  treatment  plan), 
VHEEplanning  parameters,  including  beam  eneigy,  number 


MATLAB 


selecting  beamlets  to  treat  PTV 


e 


PTV 


[scanning  spots 


generating  EGSnrc  input  files 


4 


EGSnrc 


W//  ) 


running  MC  simulations 
for  all  beamlets 


F  .  1.  Workflow  diagram  for  VHEE  scanning  beam  treatment  planning.  EGSnrc  MC  input  files  are  generated  in 
EGSnrc,  and  final  VHEE  dose  distribution  is  optimized  in  RayStation. 


MC  pencil  beam  doses  are  calculated  in 
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T  I.  Tissue  assignment  table. 


Air  Lung 

Soft  tissue  Cortical  bone 

Metal 

HU  range <  -  950  T-950:  -3001 

r-300:  3001  BOO:  30941 

>3094 

of  beam  angles,  source-to-axis  distance,  and  pencil  beam  size 
and  spacing,  were  varied  in  order  to  determine  the  optimal 
configuration.  For  all  three  cases,  VHEE  and  VMAT  plan 
comparisons  are  presented. 

2.A.  Monte  Carlo  dose  calculations 
2. A .  1.  Pencil  beam  generation 

BEAMnrc  (V4  2.4.0)9  was  used  to  simulate  VHEE  pencil 
beams  of  60-120  MeV  and  sizes  of  0.1-5  mm  defined  by  the 
full  width  at  half  maximum  (FWHM).  Monoeneigetic  beams 
with  Gaussian  distributions  in  v  and  y  directions  (ISOURC 
=  19)  were  used  as  the  source  of  electrons.  The  VHEE 
phase-space  files  collected  below  a  0.1-mm  thin  air  layer 
were  used  for  patient  dose  calculations  in  the  DOSXYZnrc 
MC  code.10  Note  that  VHEE  beams  traversed  an  air  gap 
of  30-45  cm  before  being  incident  on  the  patient  skin.  No 
accelerator  exit  window  and  parallel  beams  were  modeled 
throughout  this  work.  However,  we  confirmed  that  a  thin  50- 
|jm  beryllium  exit  window  had  a  negligible  effect  on  the 
quality  of  the  calculated  VHEE  dose  distributions  for  targets 
>2  cm  Note  that  we  reported  a  5%  agreement  between 
measured  and  EGSnrc -calculated  dose  deposited  by  50-70 
MeV  electron  beams  } 1 

2. A  .2.  Patient-specific  anatomy 

Patient  CT  images  were  fust  cropped  around  the  body 
structure  with  a  10  mm  margin,  down  sampled  to  voxel 
size  of  1.5-5  mm  and  converted  into  .egsphant  MC  anatomy 
files  using  the  piece -wise  linear  CT  numb er-to -mass  density 
calibration  curve  of  our  GEDiscoveiy  ST  multislicePET/CT 
scanner  (GE  Medical  Systems,  Waukesha,  WI).  While  the 
region  outsideofbody  contourwas  assigned  to  air,  fourtissue 
types  and  metal  were  used  for  tissue  assignment  inside  the 
body  structure.  The  tissue  assignment  was  done  based  on  HU 
ranges  listed  in  Table  I. 


2. A  .3.  Pencil  beam  dose  calculations 

For  each  beam  angle,  the  projection  of  the  taiget  struc¬ 
ture  was  found  using  Radon  transform12  and  the  rectangle 
bounding  the  taiget  to  be  filled  with  pencil  beam  aiming 
spots  was  identified  (Fig.  2).  The  coordinates  ofpencil  beam 
aiming  spots  were  calculated  based  on  the  selected  beam 
angle  and  pencil  beam  spacing.  The  DOSXYZnrc  VHEE 
phase-space  source  0  and  (|)  polar  angles  for  ISOURCE  =  8 
were  determined  based  on  the  pencil  beam  aiming  spot 
coordinates  and  the  source -to -axis /iso  center  distance  (SAD). 

For  each  VHEE  pencil  beam  simulation,  5  x  103  electrons 
were  modeled  resulting  in  statistical  uncertainty  of  less 
than  2%  along  the  pencil  beam  path.  The  overall  statistical 
uncertainty  of  VHEE  dose  distributions  in  high  dose  regions 
was  0.1%-0.4%.  All  interactions  of  electrons  and  pho¬ 
tons,  including  triplet  production,  photo  nuclear  attenuation, 

radiative  Compton  correction,  electron  impact  ionization, 
and  Rayleigh  scattering,  were  included  in  the  simulations. 
The  National  Institute  of  Standards  and  Technology  (NIST) 
XCOM  cross-section  database13  was  selected.  Electrons  and 
photons  were  tracked  down  to  kinetic  eneigies  of  100  and 
10  keV,  respectively. 

2.B .  matlab  GUI 

In  order  to  facilitate  VHEE  treatment  planning  in  a  user- 
friendly  fashion,  a  Hi  f  111  GUI  for  pencil  beam  MC  dose 
calculations  was  written  and  is  described  in  Sec.  2.B.I. 


2.B.I.  User  input 

First,  patient  CT  images  with  the  DICOM  structure  file 
wereloadedinthd  Mill  GUI  (Fig.  3)  andthetarget  structure  to 
be  treated  was  chosen.  Subsequently,  VHEE  treatment¬ 
planning  parameters  summarized  in  Table  II,  such  as  the 
electron  beam  eneigy,  pencil  beam  size  and  spacing,  and 
the  number  of  uniformly  distributed  beams  over  a  foil  arc, 
were  selected.  SADs  of  40  and  50  cm  were  evaluated  to 
correspond  to  practical  bore  sizes  of  a  machine  designed  to 
fit  into  conventional  treatment  vaults  with  adequate  room  for 
high-eneigy  Linacs  and  suff/cient  clearance  around  a  patient. 
MCpencilbeamdose  calculations  for  the  selected  parameters 


90° 


150° 


180° 


x  (mm) 


260 


x  (mm) 


x  (mm) 


F  .  2.  Pencil  beam  aiming  spots  (crosses)  spaced  by  3  mm  at  90°,  150°,  and  180°  beam  angles  for  the  pediatric  patient  brain  target  (circles)  optimized  for 
VHEE  radiotherapy  in  this  work. 
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F  .  3.  GUI  for  M  C  calculation  of  VHEE  pencil  beams. 


were  then  launched  on  a  specified  number  of  processors  of 
a  16  x  3  GHz  Quad-Gore  Intel  Xeon  computer.  As  a  result,  a 
compiessed  file  containing  sparse  matrices  with  VHEE  pencil 
beam  doses  importable  into  RayStation  was  generated. 

2.B.2.  Monte  Carlo  dose  calculation  flowchart 

The  flowchart  of  the  ]  1  1  1  GUI  processes  is  presented  in 

Fig.  4.  In  the  first  step,  in  order  to  save  calculation  time,  the 
existence  of  the  patient’s  anatomy  .egsphant  file  and  the  pencil 
beam  phase-space  file  with  the  selectedbeamsize  and  energy 
was  verified  [Fig.  4(a)].  If  the  .egsphant  and  the  phase-space 
files  did  not  exist,  the  GUI  generated  the  files  as  described  in 
Sec.  2.A.2. 

In  the  second  step,  DOSXYZnrc  input  files  for  all  N  beams 
of  the  plan  were  generated  and  mn  on  a  beamperbeambasis 
[Fig.  4(b)].  Each  nth  beam  (n  =  1,2,...  ,A)  was  composed  of 
Mn  pencil  beams  arranged  in  a  rectangular  grid  (Fig.  2).  MC 
pencil  beam  dose  calculations  were  mn  in  parallel  using  the 
specified  numberof  processors.  Since  most  of  the  dose  matrix 
elements  were  zeros,  pencil  beam  dosedata  were  made  sparse 
in  order  to  save  hard-disk  space.  After  the  completion  of  MC 
pencil  beam  dose  calculations  for  each  beam,  pencil  beam 
data  weie  resorted  to  match  RayStation  format. 

Additionally,  a  RayStation  header  file  with  pencil  beam 
information  for  each  beam  of  the  plan  was  generated.  The 


header  file  contained  general  information  about  the  pencil 
beamMCdose  calculations,  such  as  the  dose  grid  dimens  ions, 
its  location,  and  the  dose  calculation  voxel  size.  For  each 
beam,  the  beamgantiy  angle,  its  isocenter  and  pencil  beam 
grid,  and  location  together  with  the  MC  pencil  beam  data  file 
name  weie  also  listed.  Finally,  an  output  text  file  with  plan 
information  containing  the  selected  treatment  parameters  was 
created. 

2.C .  Treatment  planning  optimization 

Spot-scanning  inverse  treatment  planning  was  performed 
in  a  research  version  of  RayStation  with  a  modified  version 
of  RayStation ’s  proton  pencil  beam  scanning  optimization 
algorithm14  For  each  plan,  MC-simulated  pencil  beams  and 
the  GUI-genemted  header  file  were  imported  into  RayStation, 
and  RayStation  beam  setup  was  generated  with  a  U  ]  1 

(version  2.7.1)  script  using  the  header  file.  More  specifically, 
the  beam  angles  and  isocenters,  the  dose  calculation  grid, 
and  the  pencil  beam  aiming  spots  with  respect  to  the  beam 
isocenter  were  specified. 

Taiget  and  organ-at-risk  (OAR)  dose  objectives  for  each 
of  the  studies  cases  were  determined  based  on  the  dose 
volume  histograms  (DVHs)  of  the  clinical  treatment  plans. 
Once  the  objectives  were  satisfied,  the  dose  to  normal 
tissues  was  decreased  within  the  limits  of  each  VHEE  plan. 


T  II.  Plan  parameters  for  VHEE  treatment  parameter  study  applied  on  a  pediatric  patient. 


Studied  parameter 

Energy  (MeV) 

Number  of 

beams 

SAD 

(cm) 

Pencil  beam  size 

(mm) 

Pencil  beam 

spacing  (mm) 

Energy 

60,  80,  100,  120 

13 

40 

1.0 

2.5 

Number  of  beams 

80 

13,  17,36 

40 

1.0 

2.5 

SAD 

80 

13 

40,  50 

1.0 

2.5 

Pencil  beam  size 

80 

13 

40 

0.1,  1.0,  3.0 

2.5 

Pencil  beam  spacing 

80 

13 

40 

1.0 

2.0,  2.5,  3.5 
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F  .  4.  GUI  MC  pencil  beam  dose  calculation  flo  wchart  for  phantom  and  phase-space  file  generation  (a)  and  MC  pencil  beam  dose  calculations  (b). 


VHEE  treatment  plans  for  a  number  of  treatment  parameters 
(Table  II)  weie  then  compared  to  each  other  and  to  the  clinical 
plans. 

2.D .  Cases 

The  presented  workflow  for  VHEE  treatment  planning  is 
demonstrated  on  a  pediatric,  lung,  and  prostate  case.  100  MeV 
VHEE  plans  for  all  three  cases  weie  compaiedto  the  clinical 
VMAT  plans  by  means  of  dose  difference  maps,  DVHs,  and 
conformity  indices  CIioo  and  CI50.  Conformity  index CIX  was 
calculated  with 


where  Vx  is  the  volume  encompassed  by  x%ofthe  prescription 
dose  and  Vpivis  the  planning  target  volume  (PTV)  volume. 
All  VHEE  plans  were  normalized  such  that  the  100%  isodose 
line  covered  95%  of  the  target  volume.  The  cases  studied 
in  this  work  are  briefly  described  in  Secs .  2.D.  1-2.D.3  and 


their  VHEE  treatment  planning  parameters  are  summarized 
in  Table  III. 

2.D.I.  Pediatric  case 

The  patient’s  4  cm3  PTV  wrapped  around  the  brainstem 
was  clinically  treated  with  a  single -arc  6  MV  VMAT.  The 
prescription  dose  to  the  target  was  3620  cGy  to  95%  volume. 

The  pediatric  patient  was  planned  with  VHEE  beams  using 
combinations  of  treatment  parameters  summarized  in 
Table  II.  For  each  of  the  studied  treatment  planning 
parameters,  the  other  parameters  were  kept  at  default  values 
(80  MeV,  13  beams,  40  cm  SAD,  1  mm  pencil  beam  size, 
and  2.5  mm  spacing).  The  mean  doses  to  four  OARs  with  the 
highest  mean  dose  (the  brainstem,  chiasm,  and  left  and  right 
temporal  lobes)  were  quantified.  A  100  MeV  VHEE  plan  was 
also  compared  to  the  clinical  VMAT  plan  using  treatment 
parameters  summarized  in  Table  III. 

The  VHEEMC  dose  calculation  grid  consisted  of  170  x  130 
x  85  voxels  with  (1.8X  1.8x4.0)mm3  in  size.  The  number  of 
calculated  beamlets  per  beam  varied  from  80  for  the  3.5  mm 


T  III.  VHEE  treatment  planning  parameters  for  VMAT  comparison  fo r three  cases. 


Energy 

(MeV) 

Number  of 

beams 

SAD 

(cm) 

Pencil  beam  size 
(mm) 

Pencil  beam 
spacing  (mm) 

Pediatric  case 

100 

36 

40 

1.0 

2.0 

Lung  case 

100 

36 

50 

2.0 

2.0 

Prostate  case 

100 

36 

50 

3.0 

3.0 
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a)  beam  energy  b)  number  of  beams 


dose  (cGy)  dose  (cGy) 

F  .  5.  Pediatric  case  VHEE  DVHs  and  dose  distributions  as  a  function  of  beam  energy  (60  MeV:  dashed-dotted,  80  MeV:  dashed,  100  MeV:  solid)  for  plans 
with  13  beams  (a)  and  as  a  function  of  number  of  beams  (13:  dash-dotted,  17:  dashed,  36:  solid)  for  plans  with  80  MeV  (b). 


pencil  beam  spacing  to  364  for  2.0  mmpencil  beam  spacing. 
MC  dose  calculations  of  the  entire  plan  lasted  from  1  to  36  h 
using  50  CPUs. 

2.D.2.  Lung  case 

The  lung  case  with  a  66  cm3  PTV  in  the  right  lung  was 
clinically  treated  with  a  single -arc  6  MV  FFF  VMAT  to 
a  prescription  dose  of  5000  cGy  to  95%  PTV.  The  case 
was  planned  with  VHEE  parameters  listed  in  Table  III.  The 
VHEE  MC  dose  calculation  grid  consisted  of  161  x  86  x  84 
voxels  with  (2.9  x  2.9  x  5.0)  mm3  in  size.  The  number  of 
calculated  beamlets  per  beam  was  on  average  1600  and  MC 
dose  calculation  of  the  entire  plan  took  approximately  36  h 
using  50  CPUs. 

2.D.3.  Prostate  case 

The  prostate  case  with  a  1 13  cm3  PTV  was  planned  with 
VHEE  using  parameters  listed  in  Table  III.  Clinically,  the 
prostate  case  was  heated  with  two-arc  15  MVVMAT  to  adose 
of7800cGy  to  95%PTV.  The  VHEEMCdose  calculation  grid 
consisted  of  125  x  84  x  89  voxels  with  (3.3 x  3.3 x  3.7)  mm3 
in  size.  The  number  of  calculated  beamlets  per  beam  was  on 


average  600  and  MC  dose  calculation  of  the  entire  plan  took 
approximately  20  h  using  50  CPUs. 


3.  RESULTS 

Pediatric  case  VHEE  treatment  plans  as  a  function  of 
studied  tieatment  parameters  aie  described  in  Sec.  3 A.  Ad¬ 
ditionally,  100  MeVpediatric,  lung  and  prostate  VHEEplans 
are  compaied  to  the  clinically  delivered  VMATplans. 

3.A .  Parameter  study 

The  results  of  the  treatment  p  ammeter  study  performed  on 
the  pediatric  patient  are  summarized  in  Fig.  5.  VHEE  beam 
energy  and  the  number  of  beams  had  the  largest  effect  on  the 
quality  of  dose  distributions.  The  dose  falloff  outside  of  the 
taiget  increased  and  OAR  doses  decreased  with  increasing 
beam  eneigy  up  to  100  MeV  and  with  in c leasing  the  nunber 
of  beams.  The  mean  doses  to  the  brainstem,  chiasm,  and  left 
and  right  temporal  lobes  aie  summarized  in  Table  IV. 

Compared  to  the  60MeVplan,  the  lOOMeV mean  doses  to 
the  left  and  right  temporal  lobe,  thebrainstem,  and  the  chiasm 
were  decieasedby  16%,  13%,  13%,  and  5%,  respectively.  The 


T  IV.  Mean  doses  (in  cGy)  to  four  pediatric  case  OARs  with  the  highest  dose  as  a  function  of  VHEE  beam 
energy  and  number  of  beams. 


Energy  (M  eV) 

Number  of  beams 

60 

80 

100 

120 

13 

17 

36 

Brainstem 

1456 

1359 

1262 

1306 

1359 

1332 

1303 

Chiasm 

736 

709 

697 

735 

709 

706 

652 

Left  temporal  lobe 

425 

392 

356 

340 

392 

390 

365 

Right  temporal  lobe 

282 

256 

245 

233 

256 

255 

246 
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T  V.  PTV  volume  and  prescription  dose,  VHEE  plan  calculation  parameters,  and  conformity  indices  for  the  studied  clinical  cases. 


Case 

PTV  volume 

(cmJ) 

Prescription  dose 
(cGy) 

Number  of  pencil 

beams 

Pencil  beam  spacing 
(mm) 

Number  of 

electrons 

Cl] 

00 

CI50 

VHEE 

VMAT 

VHEE 

VMAT 

Pediatric 

4 

3620 

9  200 

2.0 

5.76  xlO11 

1.09 

1.30 

4.07 

6.81 

Lung 

66 

5000 

49  000 

2.0 

6.17  xlO12 

1.09 

1.12 

4.05 

4.39 

Prostate 

113 

7800 

21  900 

3.0 

1.25  xlO13 

1.04 

1.03 

4.73 

4.99 

120  MeV plan  with  increased  mean  dose  to  the  brainstem  and 
chiasm  did  not  outperform  the  100  MeV  plan.  The  number 
of  beams  affected  the  OAR  doses  to  a  lesser  extent,  with  the 
largest  dose  differences  between  the  13-  and  36-beamplan  to 
the  chiasm  (8%)  and  the  left  temporal  lobe  (7%).  Mean  dose 
differences  to  the  other  OARs  for  these  two  studied  parameters 
were  within  4%. 

While  SAD  and  pencil  beam  spacing  had  a  minor  effect 
on  dose  distributions  with  OAR  dose  differences  <5%,  the 
studied  pencil  beam  sizes  generated  nearly  identical  treatment 
plans  with  negligible  differences  in  OARdoses. 

3.B.  Comparison  to  VMAT  plans 

Sections  3.B.1-3.B.3  describe  comparison  of  100  MeV 
VHEE  plans  to  the  clinical  VMAT  plans  for  the  pediatric, 


lung,  and  prostate  cases.  Quantitative  results  are  summarized 
in  Table  V. 

3.B.I.  Pediatric  case 

The  VHEE  plan  calculated  based  on  the  studied  parameters 
with  the  lowest  OARdoses  was  identified  as  theplan  with  100 
MeV  1  mm  pencil  beams  spaced  by  2  mm  delivered  with  36 
beams  and  40  cm  SAD.  Figure  6  presents  a  comparison  of  the 
100  MeV  pediatric  VHEE  plan  with  the  clinical  6  MV  VMAT 
plan  by  means  of  dose  distributions  and  dose  differences  in 
an  axial  and  coronal  slice,  by  means  of  DVHs  and  OAR  mean 
doses. 

As  seen  in  Fig.  6,  the  VHEE  dose  was  tighter  around  the 
taiget  compared  to  the  VMAT  dose,  which  is  also  reflected 
by  the  33%  decrease  in  integral  dose.  The  mean  dose  to 


dose  (cGy) 


F  .  6.  Pediatric  case  dose  distributions  (a),  dose  difference  maps  (b),  DVHs  (c),  and  organ  mean  doses  (d)  for  the  best  VHEE  plan  and  the  clinical  6  MV  VMAT 
plan. 
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both  cochleae  is  decreased  by  up  to  70%  in  the  VHEE  plan 
compared  to  the  VMAT  plan.  Additionally,  the  VHEE  mean 
dose  to  both  temporal  lobes  is  more  than  30%  lower  than  the 
VMAT  dose.  In  summary,  all  VHEE  OAR  mean  doses  were 
lower  than  VMAT  OAR  mean  doses . 

Additionally,  the  VHEE  plan  (CIioo  =  1.09)  was  more 
conformal  than  the  VMAT  plan  (CIioo  =  1.30).  The  integral 
dose  savings  of  the  VHEE  plan  were  reflected  by  the 
significantly  lower  CI50  =  4.07  compared  to  the  VMAT  plan 
with  CI50  =  6.81.  The  100  Me V  VHEE  plan  for  the  pediatric 
case  consisted  of  9200  pencil  beams  with  nonzero  weights. 
The  plan  required  5.76  x  1011  elections  to  deliver  the  entire 
treatment  dose  of  3620  cGy. 


3.B.2.  Lung  case 

The  lung  case  dose  distributions,  DVHs,  and  mean  OAR 
doses  forthe  1 00  Me  V  VHEE  plan  and  the  clinically  delivered 
VMAT  plan  aie  presented  in  Fig.  7.  All  OARs  received 
lower  mean  doses  in  the  VHEE  plan  compared  to  the  VMAT 
plan,  with  maximum  OAR  sparing  for  the  left  lung  (27%) 
and  body,  esophagus,  and  chest  wall  (all  19%).  Additionally, 
the  VHEE  CIioo  =1.09  and  CI50  =  4.05  were  lower  than  the 
CIioo  =  1. 12  and  CI50  =  4.39  of  the  VMAT  plan  reflecting  a 
higher  conformality  of  the  VHEEplan  compared  to  the  VMAT 
plan.  The  lung  plan  consisted  of 49  000  nonzero  weight  pencil 


beams  with  a  total  of  6. 17*  1012  electrons  to  deliverthe  entire 
treatment  dose  of  5000  cGy. 

3. B.3.  Prostate  case 

The  prostate  case  dose  distributions ,  DVHs ,  and  mean  OAR 
doses  forthe  100  MeV  VHEEplan,  and  the  clinically  delivered 
VMAT  plan  are  presented  in  Fig.  8.  The  VHEE  mean  doses 
to  the  urethra  and  the  penile  bulb  were  3%  higher  and  the 
VHEE  dose  to  the  rectum  was  3%  lower  compared  to  the 
VMAT  plan.  The  VHEE  mean  dose  to  all  the  other  OARs 
was  by  14%-84%  lower  than  in  the  VMAT  plan.  While  the 
CIioo  was  slightly  higher  in  the  VHEE  plan  (1.04)  than  in 
the  VMAT  plan  (1.03),  CI50  was  lower  in  the  VHEE  plan 
(4.73)  compared  to  the  VMAT  plan  (4.99).  The  VHEE  plan 
consisted  of 21  900  nonzero  weight  pencil  beams  with  a  total 
of  1.25  x  101 3  electrons  to  deliver  the  entire  treatment  dose  of 
7800  cGy. 

4.  DISCUSSION 

We  have  presented  a  treatment  planning  workflow  for 
radiotherapy  with  veiy  high-eneigy  electron  beams .  Wehave 
demonstrated  that  100  MeV  VHEE  dose  distribution  for  a 
pediatric  brain  case  and  a  lung  case  outperformed  the  clinical 
state-of-the-art  VMAT  plans  and  that  100  MeV  prostate 


F  .  7.  Lung  case  dose  distributions  (a),  dose  difference  maps  (b),  DVHs  (c),  and  organ  mean  doses  (d)  for  a  100  MeV  VHEE  plan  and  the  clinical  6  MV  FFF 
VMAT  plan. 
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F  .  8.  Prostate  case  dose  distributions  (a),  dose  difference  maps  (b),  DVHs  (c),  and  organ  mean  doses  (d)  for  a  100  MeV  VHEE  plan  and  the  clinical  15  MV 
VMAT  plan. 


dose  distribution  was  similar  to  the  clinical  VMAT  plans. 
One  of  the  advantages  of  VHEE  radiotherapy  over  photon 
beam  radiotherapy  is  the  potentially  short  treatment  time  that 
we  can  estimate  based  on  the  parameters  of  existing  linear 
accelerators  if  we  assume  they  can  in  principle  accelerate 
electrons  to  100  MeV  We  calculated  that  about  30  times  lower 
nunberof  6-100  MeV  electrons  is  needed  to  deliver  the  same 
dose  at  3  cm  depth  compared  to  15  MV  photons.  Under  the 
assumption  that  the  TrueBeammachine  (Varian  Medical,  Palo 
Alto,  CA)  delivers  dose  rates  of  14  Gy /min  in  the  6MV  FFF 
mode  and  the  estimated  6%  x-ray  beam  production  efficiency 
in  a  6  MV  FFF  mode,5  the  dose  rate  of  a  100  MeV  electron 
beamcouldbe  approximately  117  Gy/s.  If VHEE  pencil  beam 
scanning  time  is  ignored,  even  large  VHEE  treatment  doses 
can  be  in  principle  delivered  in  subsecond  times.  Note  that 
clinical  VMAT  plan  delivery  times  are  limited  by  the  limited 
gantry  rotation  speed,  which  is  currently  1  rotation/min,  in 
addition  to  dose  rate. 

The  EGSnrc  MC  codes  used  in  this  work  do  not  simulate 
the  generation  and  transport  of  neutrons  and  protons,  nor  do 
they  take  into  account  dose  deposition  due  to  activation  of 
radionuclides  in  the  tissue.  However,  recent  work  by  Subiel 
et  al.  investigated  the  effect  of  these  processes  on  dose 
deposition  in  EBT2  Gafchromic  films  and  concluded  that  both 
contrrbutions  to  film  doses  were  negligible. 15  Since  EBT2 


Gafchromic  films  are  made  of  tissue -equivalent  materials, 
these  filmresults  can  be  applied  to  human  tissues. 

The  EGSnrc  MC  codes  were  selected  for  VHEE  dose 
calculations,  because  we  validated  EGSnrc  VHEE  dose 
calculations  in  a  homogeneous  phantom  against  experimental 
data  acquired  on  a  70  MeV  beam  line  at  SLAC  National 
Accelerator  Laboratory.11  Other  MC  codes,  such  as  4 
(Ref.  16)  or  ,17  could  have  been  considered  for 

VHEE  pencil  beam  dose  calculations.  4  has  already 
been  used  for  VHEE  dose  calculations;18  however,  its  longer 
dose  calculation  times19  compared  to  EGSnrc  make  it  a  less 
suitable  code  for  VHEE  treatment  planning.  could 

possibly  be  a  suitable  code  for  simulations  of  VHEE  beams, 
thanks  to  its  more  accurate  low  energy  electron  and  photon 
transport;  however,  it  should  first  be  compared  against  VHEE 
experimental  data  or  other  validated  MC  codes. 

Based  on  the  presented  pediatric,  lung,  and  prostate  cases, 
we  could  conclude  that  a  VHEE  treatment  machine  could 
consist  of  a  100  MeV  accelerator  capable  of  deliveiy  of 
36  beams  scanned  in  2  mm  intervals.  In  order  to  identify 
optimal  parameters  of  a  VHEE  treatment  machine  suitable 
for  treatments  of  a  large  variety  of  cases,  treatment  planning 
for  a  larger  number  of  clinical  sites  including  lung,  pelvis, 
head  and  neck,  and  liver  will  be  performed  in  future  work. 
The  presentedtreatment  planning  workflow  with  the  ]  Mil 
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GUI  for  pencil  beam  MC  dose  calculation  will  sewe  as  an 
invaluable  tool  for  such  a  study.  We  will  also  investigate  the 
possibility  of  using  noncop  lanar  VHEE  beams  for  treatment 
planning  that  may  have  further  dosimetric  advantages. 

5.  CONCLUSIONS 

We  have  presented  treatment  planning  for  radiotherapy 
delivered  with  very  high-energy  electron  scanning  beams 
and  we  compared  VHEE  plans  to  state-of-the-art  VMAT 
plans  for  three  clinical  cases.  The  presented  treatment 
planning  approach  is  based  on  patient -specific  Monte  Carlo 
dose  calculations  of  VHEE  pencil  beams  followed  by  spot 
scanning  optimization  in  a  research  vers  ion  of  RayStation, 
a  commercially  available  treatment  planning  platform  We 
created  a  1  Mill  GUI  for  facilitation  of  VHEE  pencil  beam 
MC  calculations,  in  which  various  VHEE  treatment 
parameters  can  be  varied.  Using  the  GUI,  the  optimal  VHEE 
RT  parameters  of  the  ones  we  investigated  for  a  pediatric  case 
were  identified  to  be  100  MeV  1  mmFWHM  electron  pencil 
beams  scanned  on  a  2-mmgrid  and  delivered  from 36  angles 
with  40  cm  SAD. 

Wehave  furthermore  demonstrated  the  dosimetric  advan¬ 
tage  of  VHEE  radiotherapy  over  photon  VMAT  radiotherapy 
for  three  cases.  For  the  pediatric  case,  VHEE  dose  to  all 
critical  oigans  was  up  to  70%  lower  than  the  clinical  6  MV 
VMAT  dose  for  the  same  taiget  coverage.  Wehave  shown  that 
pediatric  patients  might  benefit  from  treatments  with  VHEE, 
as  the  VHEE  integral  dose  was  decreased  by  33%  compared 
to  the  VMAT  plan.  Wehave  also  shown  that  VHEE  lung 
case  dose  distribution  was  superior  to  the  clinical  VMAT 
plan  and  the  VHEE  dose  distribution  for  prostate  case  was 
similar  to  the  clinical  VMAT  plan.  In  summary,  the  presented 
dosimetric  study  indicates  that  VHEE  radiotherapy  should  be 
further  investigated  as  a  possible  cancer  treatment  modality. 
Our  treatment  planning  workflowhas  the  potential  to  become  a 
practical  tool  for  evaluating  VHEE  plans  of  arbitraiy  machine 
geometiy. 
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Abstract 


Purpose:  To  assess  the  quality  of  very-high  energy  electron  (VHEE)  scanning  pencil  beam 
radiation  therapy  in  relation  to  state-of-the-art  volumetric  modulated  arc  therapy  (VMAT)  and  to 
40  determine  the  extent  of  its  application. 

Materials/Methods:  We  planned  five  clinical  cases  with  VHEE  scanning  pencil  beams  of  100 
and  120  MeV,  equally  distributed  in  a  coplanar  arrangement  around  the  patient.  The  clinical 
cases  included  acoustic  neuroma,  and  liver,  lung,  esophagus,  and  anal  cancer  cases.  We 
44  performed  Monte  Carlo  (MC)  dose  calculations  and  we  optimized  the  dose  in  a  research  version 
of  RayStation.  VHEE  plan  performance  was  compared  against  clinically  delivered  VMAT. 
Results:  With  equal  target  coverage,  mean  doses  to  organs  at  risk  (OARs)  were  on  average  22% 
lower  for  the  VHEE  plans  compared  to  the  VMAT  plans.  Dose  conformity  was  equal  or  superior 
48  compared  to  the  VMAT  plans  and  integral  dose  to  the  body  was  in  average  14%  (9%-22%) 
lower  for  the  VHEE  plans. 

Conclusions:  The  dosimetric  advantages  of  VHEE  as  demonstrated  for  a  variety  of  clinical 
cases,  combined  with  the  theoretical  ultra  fast  treatment  delivery,  afford  VHEE  scanning  pencil 
52  beam  radiotherapy  a  suitable  and  potentially  superior  alternative  for  cancer  radiotherapy. 
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1.  Introduction 


56  The  use  of  electron  beams  in  radiation  therapy  has  been  limited  to  the  treatment  of  superficial 
lesions  due  to  electrons  short  range  at  the  clinically  available  energies.  Previous  studies  have 
shown  the  potential  advantages  of  using  very  high  energy  electrons  (VHEE)  of  100  MeV  to  250 
MeV  for  the  treatment  of  deep-seated  lesions  [1-4].  VHEE  beams  are  characterized  by  a 
60  penetrating  ability  comparable  to  clinical  photon  beams  in  tissue  (>40  cm  for  150  MeV  [1]), 
reduced  scattering  in  air  and  tissue,  and  absence  of  electronic  disequilibrium  at  interfaces  with 
varying  densities  which  favors  a  more  uniform  dose  distribution  throughout  the  target  [1,  2], 
These  VHEE  physical  characteristics  contribute  to  enhance  the  ratio  of  target  dose  to  dose  to 
64  healthy  tissue  [4,  5],  Additionally,  VHEE  radiation  therapy  could  be  delivered  using  pencil  beam 
electromagnetic  scanning  techniques,  eliminating  with  this  the  dependence  on  moving 
mechanical  devices,  opening  the  possibility  of  a  very  fast  irradiation. 

These  ideas  led  our  group  to  propose  a  conceptual  design  of  a  compact  treatment  machine  able  to 
68  deliver  VHEE  scanning  pencil  beams  from  multiple  angles  using  fixed  beam  lines  equally- 
spaced  in  a  coplanar  arrangement  around  the  patient  [6].  Pencil  beams  of  adjustable  sizes,  would 
be  rapidly  raster-scanned  over  an  area  covering  the  beam's-eye-view  of  the  target  to  produce 
intensity-modulated  fields  from  each  beam’s  direction.  A  high-efficiency  and  high-gradient 
72  LINAC  design  [7]  would  be  required  for  the  system  to  fit  in  existing  radiation  therapy  vaults. 
Before  facing  the  technical  challenges  of  building  a  VHEE  machine  it  would  be  necessary  to 
determine :  1)  the  cases  that  may  be  treated  with  VHEE  radiation  therapy  and  2)  the  combination 
of  beam  parameters  that  could  lead  to  a  successful  treatment  planning  and  that  would  become  the 
76  input  for  the  design  of  our  VHEE  treatment  machine. 


Page  3  of  20 


In  a  previous  work  [5]  we  presented  the  workflow  for  radiotherapy  with  very  high-energy 
electron  beams  and  demonstrated  the  superiority  of  VHEE  dose  distribution  for  a  pediatric  brain 
case  and  a  lung  case  as  well  as  its  equivalence  for  a  prostate  case  compared  to  volumetric 
80  modulated  arc  therapy  (VMAT).  The  present  study  aimed  to  extend  the  application  of  VHEE 
treatment  planning  to  a  larger  number  of  anatomic  sites  considering  a  realistic  pencil  beam 
emittance  [8],  In  this  work  we  presented  VHEE  dose  distributions  for  five  clinical  cases 
calculated  by  means  of  Monte  Carlo  simulations.  We  also  included  a  comparison  between  VHEE 
84  and  the  clinically  delivered  VMAT  dose  distributions  to  state  the  quality  of  VHEE  plans 
compared  to  the  current  state-of-the-art  photon  radiation  therapy  technique. 

2.  Materials  and  methods 

88 

We  selected  five  clinical  cases  to  be  planned  for  radiotherapy  with  VHEE  pencil  beam  scanning. 
VHEE  pencil  beams  of  energies  100  and  120  MeV  and  sizes  of  0. 1-0.5  cm  full  width  at  half 
maximum  (FWHM)  were  calculated  using  BEAMnrc/EGSnrc  [9,  10]  MC  code.  Phase  space  data 
92  (PSD)  was  generated  considering  a  monoenergetic  elliptical  beam  with  Gaussian  distribution  and 
an  emittance  of  0.3°  (half-angle).  The  beam  emittance  was  set  based  on  the  characteristics  of  the 
high  energy  electron  beam  from  the  Next  Linear  Collider  Test  Accelerator  (NLCTA)  located  at 
the  SLAC  National  Accelerator  Laboratory  [8]. 

96  We  considered  an  array  of  multiple  fixed  coplanar  beam  lines  (16  or  32)  equally  spaced  around 
the  patient  with  a  50  cm  distance  from  the  end  of  the  electron  beam  line  to  the  isocenter.  The 
spacing  between  penc il  beams  could  also  be  modified  (from  0. 1  cm  to  0.5  cm  at  isocenter). 
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100  2. 1  VHEE  treatment  planning 

We  ran  DOSxyz  /EGSnrc  [12]  MC  simulations  for  pencil  beam  dose  calculation  using  a  Matlab 
(The  Mathworks,  Nattick,  MA)  graphical  user  interface  (GUI)  developed  by  our  group  [5]  and 
104  we  optimized  the  resultant  dose  distributions  in  RayStation  (RaySearch  Laboratories  AB, 
Stockholm  Sweden). 

2.1.2  VHEE  pencil  beam  dose  optimization 

108 

The  objectives  and  constraints  for  the  VHEE  pencil  beam  dose  spot-scanning  optimization  were 
set  based  on  the  dose  volume  histogram  (DVH)  of  the  corresponding  VMAT  plan.  VHEE  and 
VMAT  plans  were  normalized  so  95%  of  the  PTV  was  covered  by  100%  of  the  prescription  dose, 
112  which  is  how  the  clinically  delivered  VMAT  plans  were  prescribed. 

We  calculated  DVHs,  mean  dose  to  the  organs  at  risk  (OARs)  and  conformity  indices  CIioo  and 
CI50.  Conformity  index  CIX  was  defined  as  the  ratio  between  the  volume  covered  by  x%  of  the 
prescription  dose  and  the  planning  target  volume  (PTV). 

116 

2.2  Clinical  cases 

The  studied  clinical  cases  were:  acoustic  neuroma,  and  liver,  lung,  esophagus  and  anal  cancer 

3  3 

120  cases.  Target  sizes  ranged  from  1.2  cm  to  990.4  cm  (Table  1). 
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Four  of  the  cases  were  treated  using  coplanar  VMAT.  Only  the  acoustic  neuroma  case  was 
treated  with  non-coplanar  6MV  photon  beams  from  a  CyberKnife  (CK)  robotic  stereotactic 
radiosurgery  system  (Accuray,  Sunnyvale,  CA)  [12]. 

124  Several  VHEE  plans,  with  different  energy  (100  and  120MeV),  pencil  beam  size/spacing  (0.1- 
0.5  cm/0.1-0.5  cm)  and  number  of  equidistant  coplanar  beams  (16  or  32)  were  generated  for  each 
clinical  case.  We  then  compared  the  VHEE  plans  with  each  other  and  selected  the  one  that 
provided  the  highest  dose  sparing  to  OARs  and  the  highest  dose  conformity  to  compare  it  with 
128  the  clinically  delivered  VMAT  plan.  In  this  work  we  present  only  the  best  VHEE  plan  for  each 
clinical  case. 

3.  Results 

132 

3.1  Clinical  cases 

3.1.1.  Anal  cancer  case 
136 

The  anal  case  had  two  PTV  structures  with  prescription  doses  of  40  Gy  and  45  Gy.  A 
comparison  between  the  dose  distributions  of  the  VHEE  plan  and  the  1 5  MV  VMAT  plan  (3 
arcs)  is  shown  in  Figure  1. 

140  VHEE  plan  consisted  of  32  100  MeV  beams  and  a  pencil  beam  size/spacing  of  0.5  cm/0.5  cm. 
The  VHEE  plan  provided  the  same  target  coverage  as  the  VMAT  plan  to  both  PTV  structures. 
Furthermore,  the  VHEE  plan  was  more  conformal  than  the  VMAT  plan  in  all  selected  planes: 
axial,  coronal  and  sagittal  (Figure  1-a).  This  was  confirmed  by  indices  CIioo  and  CI50.  The 
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144  050=4.94  of  the  VHEE  plan  was  lower  than  the  Oso=6.69  of  VMAT.  CIioo  indices  were  similar 

for  the  two  plans  (Table  1). 

The  DVH  comparison  (Figure  1-b)  demonstrated  the  superior  normal  tissue  dose  sparing 
provided  by  the  VHEE  plan.  In  general,  the  VHEE  plan  reduced  the  mean  doses  to  most  of  the 
148  OARs  (Figure  1-c),  including  a  reduction  of  21.8%  and  18.5%  to  the  genitalia  and  perineum, 
respectively.  Also,  the  integral  dose  (mean  dose  to  the  body  structure)  was  reduced  by  13%  when 
planning  with  VHEE  pencil  beams. 

152  3.1.2.  Esophagus  cancer  case 

This  case  also  had  two  PTV  structures,  with  prescription  doses  of  45  Gy  and  50  Gy.  Figure  2 
shows  the  comparison  between  the  6MV  VMAT  plan  (3  arcs)  and  the  corresponding  VHEE  plan. 
156  The  VHEE  plan  was  composed  of  32  120  MeV  beams  with  pencil  beam  size/spacing  of  0.5 
cm/0.5  cm. 

The  VHEE  plan  was  more  conformal  than  the  VMAT  plan  for  the  two  PTV  structures  as  can  be 
seen  from  the  dose  distributions  in  Figure  2-a.  Conformity  indices  CIioo=1.05  and  050=3.18  of 

160  the  VHEE  plan  were  lower  than  the  CIioo=1.09  and  Cl5o=4.78  of  the  VMAT  plan.  DVHs  showed 
a  general  OARs  dose  reduction  when  using  VHEE  (Figure  2-b)  especially  for  doses  lower  than 
35  Gy  (-76%  of  the  prescription  dose).  OARs  mean  doses  were  systematically  lower  for  the 
VHEE  plan  (Figure  2-c)  with  a  23.2%  and  19.6%  lower  mean  dose  to  the  spinal  cord  and  heart, 
164  respectively.  The  integral  dose  was  also  reduced  by  a  22%  when  using  VHEE  pencil  beams. 

3.1.3.  Lung  cancer  case 
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168  The  comparison  between  the  10  MY  VMAT  plan  (1  arc)  and  the  corresponding  VHEE  plan 
showed  the  same  PTV  coverage  and  dose  homogeneity  for  both  plans  (Figure  3).  The  VHEE 
plan  consisted  of  16  100  MeV  beams.  The  pencil  beam  size/spacing  was  reduced  accordingly  to 
the  target  size  (Table  1)  to  0.3  cm/0.3  cm. 

172  The  difference  between  the  plan’s  DVHs  was  more  subtle  than  for  the  previous  clinical  cases. 
However,  the  mean  doses  for  all  the  OARs  were  still  lower  for  the  VHEE  plan  (Figure  3-c)  with 
the  bronchial  tree  receiving  20.9%  lower  dose.  Integral  dose  in  this  case  was  reduced  by  a  9.6% 
when  using  VHEE  pencil  beams.  This  modest  reduction  in  integral  dose  was  also  reflected  in  the 
176  12.9%  difference  between  the  conformity  indices  Cl50=  2.98  for  the  VHEE  plan  and  3.42  for  the 

VMAT  plan.  CIioo=0.95  of  the  VHEE  was  lower  than  the  CIioo=0.97  of  the  VMAT,  fulfilling 
accurately  the  prescription  dose. 

180  3.1.4.  Liver  cancer  case 

'J 

The  target  volume  in  this  case  was  smaller  (9.3  cm )  and  more  superficial  ~  6  cm  in  depth 
(Figure  4-a).  The  VHEE  plan  consisted  of  32  120  MeV  beams  and  pencil  beam  size/spacing  of 
184  0.3  cm/0.3  cm.  A  comparison  between  the  VHEE  plan  and  the  10  MV  VMAT  plan  (1  arc)  is 

presented  in  Figure  4.  The  VHEE  plan  was  more  heterogeneous  than  the  VMAT  plan,  as  shown 
by  the  DVH  comparison  in  Figure  4-b.  Maximum  dose  to  the  PTV,  defined  as  the  dose  to  2%  of 
the  volume,  was  115.0%  and  127.3%  of  the  prescribed  dose  for  the  VMAT  and  VHEE  plans, 
188  respectively.  However,  in  this  case,  due  to  the  reduced  size  of  the  PTV,  a  higher  dose  >  120%  of 
the  prescription  dose  to  the  target  volume  was  desirable,  and  as  shown  by  the  dose  distributions 
and  DVH,  achievable  when  using  VHEE  pencil  beams.  The  PTV  dose  increase  was  not 
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accompanied  by  a  scale  in  dose  to  the  OARs.  As  shown  in  Figure  4-c,  OARs  mean  doses  were 
192  very  similar  between  the  plans.  The  most  relevant  difference  between  the  plans  was  an  18.7% 
lower  dose  to  the  chest  wall  for  the  VHEE  plan.  Conformity  indices  CIioo  (0.99  for  VMAT  and 
0.98  for  VHEE)  and  CI50  (4.36  for  VMAT  and  3.25  for  VHEE)  showed  the  higher  conformity  of 
the  VHEE  plan.  However,  integral  dose  was  not  significantly  different  between  the  plans. 

196 

3.1.5.  Acoustic  neuroma  case 

The  PTV  in  this  case  had  a  volume  of  only  1.2  cm3  and  was  located  at  a  maximum  depth  of  1 1.6 
200  cm  in  the  AP  direction.  The  VHEE  plan  was  composed  of  32  120  MeV  beams  and  pencil  beam 
size/spacing  of  0.1  cm/0. 1  cm.  A  comparison  between  the  VHEE  treatment  plan  and  the 
clinically  delivered  CyberKnife  plan  (84  beams)  is  presented  in  Figure  5. 

In  order  to  make  a  fair  comparison  amongst  coplanar  plans,  an  additional  6  MV  VMAT  plan  (2 
204  arcs)  was  calculated.  The  comparison  between  dose  distributions  (Figure  5-a)  showed  the  high 
conformity  of  the  CK  plan,  followed  by  the  VHEE  and  the  VMAT  plan,  in  that  order,  as 
confirmed  by  their  conformity  indices.  CIioo=1.22  and  Cl50=8.91  of  VHEE  treatment  plan  were 
higher  than  the  CIioo=1.06  and  Cl5o=5.59  of  the  CK  plan  but  lower  than  the  CIioo=1.36  and 
208  050=9.23  of  the  VMAT  plan.  The  same  PTV  coverage  was  achieved  by  the  three  plans  (Figure 

5-b).  The  most  relevant  difference  between  the  plans  regarding  OARs  dose  sparing  was  for  the 
right  cochlea.  The  VHEE  plan  provided  12.2%  lower  mean  dose  to  the  right  cochlea  than  CK  but 
15.4%  higher  mean  dose  than  the  VMAT  plan.  Integral  dose  was  not  significantly  different 
212  between  the  plans. 
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A  summary  of  the  conformity  indices  CIioo  and  CI50  for  all  the  cases  and  treatment  plans  is  listed 
in  Table  1. 

216 

4.  Discussion 

In  a  previous  work  we  demonstrated  that  1 00  MeV  VHEE  dose  distributions  for  a  pediatric  brain 
220  case  and  a  lung  case  outperformed  the  VMAT  plans  while  a  100  MeV  prostate  dose  distribution 

was  similar  to  the  clinical  VMAT  plan  [5].  This  work  investigated  the  application  of  VHEE 
pencil  beams  to  five  additional  anatomical  sites  considering  a  realistic  pencil  beam  emittance  of 
0.3°.  In  order  to  assess  the  quality  of  VHEE  treatment  planning  and  determine  the  extent  of  its 
224  application  we  compared  the  VHEE  plans  to  the  corresponding  clinically  delivered  VMAT  plans. 
In  all  the  cases,  VHEE  provided  more  conformal  dose  distributions  and  target  coverage  of 
comparable  quality  than  that  offered  by  VMAT.  This  is  a  consequence  of  the  penetrating  ability 
of  very  high  energy  electrons  (>40  cm  for  150  MeV)  and  the  use  of  multiple  equidistant  beams 
228  around  the  patient,  which  maximizes  the  dose  to  the  target  while  reducing  the  dose  to  normal 

tissues.  The  cases  that  benefited  most  of  these  characteristics  were  the  ones  with  targets  >  4  cm 
that  were  more  centrally  located  like  the  anal,  esophagus,  and  lung  cases  presented  in  this  work, 
in  agreement  with  literature  [1],  We  demonstrated  that  VHEE  dose  distributions  provide  a  higher 
232  normal  tissue  dose  sparing  than  the  corresponding  VMAT  plan.  While  in  the  cases  with  smaller 

sized,  shallower  targets  (acoustic  neuroma  and  liver  cancer)  the  VHEE  dose  distributions 
provided  a  similar  normal  tissue  sparing  than  the  VMAT  plan  and  a  more  heterogeneous  dose 
distribution  inside  the  PTV  (higher  dose),  which  can  be  desirable  in  the  case  of  small  targets. 
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236  Based  on  the  evaluated  cases,  from  this  and  the  previously  published  work  [5],  the  possible 
parameters  for  the  design  of  the  VHEE  treatment  machine  could  be:  32  beams  equally  spaced 
around  the  patient  of  100  MeV  pencil  beams  and  a  scanning  resolution  of  0.3  cm  (pencil  beam 
size/spacing). 

240  The  lower  organs  mean  doses  and  lower  integral  dose  provided  by  the  VHEE  plans  compared  to 
the  clinically  delivered  VMAT  plans,  together  with  the  possibility  of  a  very  fast  treatment 
delivery  (of  the  order  of  ~117Gy/s  [5])  support  the  idea  of  using  VHEE  scanning  pencil  beams  as 
an  alternative  radiation  therapy  technique. 

244 

5.  Conclusions 

In  this  work  we  demonstrated  that  the  use  of  100  to  120  MeV  very  high-energy  electron  scanning 
248  beams  for  radiation  therapy  can  be  extended  to  other  anatomic  sites  such  as  anal,  esophagus, 
lung  and  liver  cancer  and  acoustic  neuroma. 

We  observed  that,  similar  or  superior  dose  distribution  can  be  achieved  by  VHEE  scanning 
pencil  beam  radiation  therapy  compared  to  the  VMAT,  even  when  a  more  realistic  pencil  beam 
252  emittance  is  considered.  We  confirmed  that  these  advantages  are  consistent  for  a  wide  range  of 
target  volumes  with  an  enhanced  normal  tissue  sparing  when  the  targets  are  more  centrally 
located  inside  the  patient  (depths  >  10  cm).  These  results,  together  with  our  previously  published 
work  [5],  encouraged  the  design  of  a  VHEE  treatment  machine  [6],  The  design  of  the  VHEE 
256  treatment  machine  is  still  under  investigation.  In  the  future  a  design  of  non-coplanar  VHEE 
beams  distributed  around  the  patient  will  be  explored  in  an  attempt  to  further  improve  VHEE 
dose  distributions.  In  conclusion,  VHEE  scanning  beam  radiation  therapy,  due  to  its  dosimetric 
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advantages  and  fast  treatment  delivery,  has  the  potential  to  become  an  alternative  cancer 
260  treatment  modality  worth  of  be  ing  further  investigated. 
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Table  1.  PTV  volumes,  prescription  doses,  and  conformity  indices  CIioo  and  CI50  corresponding 
to  the  VHEE,  VMAT  and  CK  plans,  for  each  of  the  studied  clinical  cases. 


Clinical 

case 

PTV 

(cm3) 

PD 

(Gy) 

CIioo 

CI50 

VHEE 

VMAT 

CK 

VHEE 

VMAT 

CK 

Anal 

937.7 

40 

1.00 

0.99 

- 

4.94 

6.69 

- 

990.4 

45 

Esophagus 

801.5 

40 

1.05 

1.09 

- 

3.18 

4.78 

- 

337.9 

50 

Lung 

98.8 

54 

0.95 

0.97 

- 

2.98 

3.42 

- 

Liver 

9.3 

54 

0.98 

0.99 

- 

3.52 

4.36 

- 

Acoustic 

1.2 

18 

1.22 

1.36 

1.06 

8.91 

9.23 

5.59 

312  *  PD:  Prescription  dose 
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Figure  Legends 


316 

Figure  1.  Anal  case  dose  distributions  (a),  DVHs  (VHEE  in  solid  line  and  VMAT  in  dashed  line) 
(b),  and  organ  mean  doses  (c)  for  the  VHEE  plan  and  the  clinically  delivered  15MV  VMAT  plan. 
Figure  2.  Esophagus  case  dose  distributions  (a),  DVHs  (VHEE  in  solid  line  and  VMAT  in 
320  dashed  line)  (b)  and  organ  mean  doses  (c)  for  the  VHEE  plan  and  the  clinically  delivered  6MV 
VMAT  plan. 

Figure  3.  Lung  case  dose  distributions  (a),  DVHs  (VHEE  in  solid  line  and  VMAT  in  dashed 
line)(b),  and  organ  mean  doses  (c)  for  the  VHEE  plan  and  the  clinically  delivered  10MV  VMAT 
324  plan. 

Figure  4.  Liver  case  dose  distributions  (a),  DVHs  (VHEE  in  solid  line  and  VMAT  in  dashed 
line)  (b),  and  organ  mean  doses  (c)  for  the  VHEE  plan  and  the  clinically  delivered  10MV  VMAT 
plan. 

328  Figure  5.  Acoustic  case  dose  distributions  (a),  DVHs  (b)  and  organ  mean  doses  (c)  for  VHEE, 
6MV  VMAT  and  the  clinically  delivered  CK  plan. 
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Figure  1 
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336  Figure  3 
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Figure  4 


340 


VMAT 


b) 


1 

1 

\ 

1 

— VMAT 

\V 

ftW-VHEl 
,fl\  \\ 

20  40 

Dose  (Gy) 


%  of  54  Gy 

120  B 
110  ■ 
100 
95 
90 

85  ■ 
80  | 
70 

60  ■ 

si 

io  ■ 


VHEE 


PTV 

chest 

wall 

heart 

spinal 

cord 

liver 


pVH 

|VM 

EE 

IAT 

I 

1 

u 

1  fl 

1  Dl  Bi , 

_ 

344 


348 


352 


356 


360 


Page  19  of  20 


VHEE  CK  VMAT 


Figure  5 


364 


Page  20  of  20 


Table 


Table  1.  PTV  volumes,  prescription  doses,  and  conformity  indices  CIioo  and  CI50 
corresponding  to  the  VHEE,  VMAT  and  CK  plans,  for  each  of  the  studied  clinical  cases. 


Clinical 

case 

PTV 

(cm3) 

PD 

(Gy) 

CIioo 

CI50 

VHEE 

VMAT 

CK 

VHEE 

VMAT 

CK 

Anal 

937.7 

40 

1.00 

0.99 

- 

4.94 

6.69 

- 

990.4 

45 

Esophagus 

801.5 

40 

1.05 

1.09 

- 

3.18 

4.78 

- 

337.9 

50 

Lung 

98.8 

54 

0.95 

0.97 

- 

2.98 

3.42 

- 

Liver 

9.3 

54 

0.98 

0.99 

- 

3.52 

4.36 

- 

Acoustic 

1.2 

18 

1.22 

1.36 

1.06 

8.91 

9.23 

5.59 

*  PD:  Prescription  dose 
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